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1. Nepypadn npoiovrog

I NpoBAentopevn xprion

To “HPV Selfy HR” elval éva in vitro S1ayvwoTIKO LaTPOTEXVOAOYLIKO Tpoidv (VD) mou mpooplleTal yla TNV TOLOTIKNA
moAAamAn aviyveuon kat Stadopomoinon VoukAeikwv oféwv amo 14 ou¢ Twv avBpwnvwv BnAwpdtwy vPnAol
kwduvou (HPV 16, 18, 31, 33, 35, 39, 45, 51, 52, 56, 58, 59, 66, 68) e ahucldwtn avtidpaon noAuvpepaong(PCR) oe
TIPAYUATIKO Xpovo amd Selypota TpaxnAKoU EMIXPIOUATOC, KOATIKOU ETUXPLOMATOG Kal TpaXnAWKA Oelypata
KuttapoAoyiag vypng ¢aong.

To mpoidv mpooplleTal yla €mMayyeAMOTIK Xprion w¢ Bonbnua otn Sldyvwon Twv AOWWWEEWY amo Tov O Twv
avBpwnvwv BnAwpadtwv (HPV), oe cuvduaoud pe ta KAWVIKA Sedopéva Tou acBevoug Kat Ta amoteAéopata GAAwWY
£PYOOTNPLOKWY EEETATEWV.

Ta Betikd anoteAéopata UTtOSeLkVUOUV TNV Ttapoucio DNA evég ) meplocdtepwy amo toug 14 tumoug HPV, aA\d dev
mapexouv TIANPodopleg OXETIKA We TNV Tapoucia PBaktnplokng Aolpwéng i oulholpwéng pe GAAoUG LOUG,
oupnep apBavopévwy GAAWY oyKoyovwy 1 N oykoyovwv TUTwv HPV.

Ta apvntikd anoteAéopata gv anokAeiouv tn Aoipwén amno HPV kalt, emopuévwg, to HPV Selfy HR dev pnopel va eivat
TO HovadIkd SLayvwoTLko epyaleio yla Tnv agloAoynon mbavwy BepameLwy Kot TOU POCUUMTWHATIKOU eAEyxou. Ta
OPVNTIKA QTOTEAEOUATO TPETEL VA oUVOUATOVTAL UE KAWVIKEG TIOPATNPNOELS, TO LOTOPIKO Tou acBevoug Kal UE
eménuLoAoykEG TANpodopleG.

I ETMioKOMNon apXwv Kat S1adkaclwv

H &okwun HPV Selfy HR Baoiletal otnv katoxupwuévn texvoloyia SAGITTA tng Ulisse Biomed, n omola emitpEmnel
Tautoypovn avixveuon moAamiwyv naboyovwy og £va Povo kavaAl ¢Boplopol os dpyava PCR mpayuatikol xpovou
HE avaAucon KaumuAng TREnG.

To HPV Selfy HR elvat pa moAMamAr dokuur) PCR mpayuaTikol XpOVoU TIOU ETILTPEMEL TNV TAUTOXPOVN evioxuon,
aviyveuaon kat Stadopormnoinon Twv VoukAekwY ofEwv-otoxwyv 14 Tunwv HPV udnAol kwvdluvou (HPV 16, 18, 31, 33,
35, 39, 45, 51, 52, 56, 58, 59, 66, 68), KABWC KAl TOU ECWTEPLKOV pdptupa (IC-Internal Control).

To HPV Selfy HR ektehei tnv avtidpaon evioxuong Eekivwvtag and DNA rou ekxuAlletal amo kabe umo e€taon deiyua.
To HPV Selfy HR eival emiong cuppatod pe un kabapad deiypata Petd ano npoenetepyacia pe Ulisse Faster DNA (Ulisse
Biomed, S.p.A., kwdlkog #UBMO0014, 6ev meplAaBAVETAL OTO TOPOV KLT), VA AVTLOPAOTIPLO TIOU ETUTPEMEL TNV
arnoduyn NG ekxUALong DNA.

‘Evag ecwtepkog paptupag (IC) elval evowpaTwéVOS 0To MPoidv wg evdoyevig €heyxog oAOkAnpng tn¢ Stadikaaotag,
TIPOKELUEVOU VO TIPAKOAOUBEITAL N AMOUOVWON TWV VOUKAEIKWY 0fEwV Kal va EAEYXETAL N TOavr avacoToAn tng
aAuoldwtng avtidpaong moAupepdaong (PCR). O IC evioyxUeTal TAUTOXPOVA HE TA VOUKAEIKA of€a- otdyous. To HPV
Selfy HR xpnoiuormnolel tnv avBpwrvn B-odatpivn wg evdoyevr eowTtepkd PapTupa 0 omoiog pnopel va e€acdpaliost
Tov KaBaplopd tou DNA, thv emaAnBeuon tng avtidpaong PCR kal tnv e€akpiBwon TNG EMAPKELAG TWV KUTTAPWV Ao
KaBe Selypa.

H Sokwun HPV Selfy HR amoteAeital anoé Suo avtidpdaoelg PCR:
- N TPWTN ETUTPEMEL TNV TAUTOXPOVN evioyuon Tou DNA-atoxou 14 tunwv HPV unAou kwvduvou (HR HPV PCR Mix),
- n &eltepn enwTpEmel TNV evioxuon tou DNA-otdxou ¢ avBpwrivng B-cdatpivng (B-globin PCR Mix).

Jtnv avtidpaon PCR, n amoteAeCUATIKOTNTA UMOPEL va HelwBEel amd avaoToAelc Tou evoEXETAL VA UTAPYXOUV OTA
KALVLKQ Selypara.



I AmtoOnKeUON Kal XELPLOUOG

Ta neplexopeva tou HPV Selfy HR mpémel va puldccovtal oe Bepuokpaocia petatd -25 °C kat -15 °C, og 60pBia Béon
KOl LaKpLd amo to pwc. OAa ta meplexopeva eival otabepd umo TIG CUVIOTWHUEVEG CUVONKEG artoBrikeuong HEXPL TNV
nuepounvia Anéng mou avaypadetat otnv €TIKETA. Oa MPENEL va anodelyetal n emavalapBavopevn andpuén kat
katauén, kabwg auto propel va odnynoel oe peiwaon tng evalobnotiag. To HPV Selfy HR pumopetl va katauyBetl kat
va anouxBel £wg 6 dopic mepattépw KUkAoL katdpuénc/amoPuéng evdéxstal va mpokaAécouv peiwon g
enidoong Tou mpoiovrog. Edv ta avildpaothipla TPOKELTAL Va Xpnolponotnfouv pévo katd dltactriuata, Ba mpénel va
katapvyovtol oe aplOuntikd ioa ¢laAidia/kAdopata (aliquots) ta omoio Sev meplExouv pLBovoukiedon n
SeofupLBovoukAedon (RNase/DNase free tubes).

I Noapexopeva UALKA

Ta avtidpaotrpla mou nepléxovrtal o€ €va Kt HPV Selfy HR (Ulisse Biomed, S.p.A., kwdikog #UBM0013-050) emapkoUv
yla 18 efetdoelg, cuumePAAUPBOAVOUEVWY TWV UOPTUPWY, O BEATIOTEG CUVONKEG KatavaAwaong avilbpactnpiwv
(touAdyiotov 3 e€etaoelg ava ouvedpia) Otav xpnolponolouvtal pe To clotnua ELITe InGenius®.

Ta avtdpaotrpla mou nepléxovral o €va Kt HPV Selfy HR (Ulisse Biomed, S.p.A., kwdikog #UBM0013-050) emapkolv
yla 50 avaAUoelg oe GUVSUOOUO e GAAO CUCTALOTA, CUUTTEPNAUBAVOUEVWY TWV HAPTUPWV.

HPV Selfy HR ( UBM0013-050)
Neplexopeva ‘Oykog Nepypadn Xpwpa

HR HPV Mix PuBuLoTikO SLaAupa Ttou TepLéxel ouvOeTikO DNA yla

(HR HPV pivua) 1X0.35mL | 1y eisur evioxuon 14 tomwy HPY udntou kwsovou, | PO

B-globin Mix PuBuLoTiko SLaAupa Ttou mepLéxetl ouvOeTiko DNA yla

, , 1X0,35mL . , Pol
(Miypa B odatpvwv) v 18k evioxvon g B odatpivng.
Rea}ctlon M!x 1X 1,50 mL Pu’GuLcho 6La?\uua TIOU TIEPLEXEL TIOPAYOVTEG Aompo
(Miypa avtiépaong) (DNA) evioxuong kat avixvevong.
MgCl; 25mM SldAupa 1X0,10 mL Aldhupa YAwplouxou payvnoiou 25mM.

PuBuloTikO SlOAUpA TIOU  TEPLEXEL KOMMATL
1X0,10 mL ouvBetikou DNA twv HPV1S, 56, 68 kal B-cdatpivn
(5.000 avtiypado/ul).

OETIKOG LAPTUPOC
(HPV HR)

Nepd vy Blodoyikrp xpnon (Molecular-biological
grade water - MBG vep0).

Aomnpo

ApPVNTLIKOG LAPTUPOG 1X0,10 mL




I AntottoUpeva AN OXL TAPEXOUEVA UALKA

A. YAka mou amnattovvral yia KaBs cuppato cvotnua:

Ta akoAouBa UALKA amattouvtal yla tn xprion tou HPV Selfy HR og kaBe cupPato cuotnua:

MBG vepd xwpic RNase kat DNase.

Kit amopovwong voukAgikwy of€wv (BA. Atoovwaon VOUKAEIKwY 0€Ewv).

JwAnvapla moAumponuAeviou pe mwpa 1,5 mL kal 5 mL, anootelpwpéva, xwpic RNaon kat DNaon.
BaBpovounuéveg munéteg akplBeiag pe duvartotnta Siavoung 2-20 ul (Stafabuwon 0,1-0,2 ul), 20-200 pl
(6laBabuion0,1-0,2 pl) kot 100-1.000 pl (Stafaduionl-2 pl).

Anootelpwpéva akpodUoLa pe GIATPo, XAUNANG KATAKPATNONG anti-aerosol, pLag xpriong, ylo UmETeg akpLBeiag
2-20 pl, 20-200 pl kot 100-1.250 pl, xwpic voukAedon.

Erutpanédlog puyoKeVTPWTAG.

Avapiktng neptdivnong (vortex mixer).

BLOAOYIKOG amaywyog e VRUATLKA por KAdong Il.

CFX96TM Real-time PCR detection system (Bio-Rad Laboratories, Inc.), QuantStudioTM 5 Real-Time PCR System
(Applied Biosystems, Inc.), AriaDx Real-time PCR System (Agilent Technologies, Inc.), ELITe InGenius®

(ELITechGroup, S.p.A.), 1 HYRIS bCUBETM (HYRIS, S.r.l.) BaBuovounuéva ocUpdpwva pe TG odnyieg ToUu
KOTAOKEVOOTH.

Mayoc.
ravtia piag xpriong amod vitpillo xwplic moudpa, i and mapoUoLlo UALKO, Kol KATAAANAOG OTOULKOG TIPOOTATEUTIKOC
e€omAlopoc.

AnauttoUpeva UAKA yia to CFX96TM Real-time PCR detection (cUotnua aviyvevong PCR mpaypatikou
Xpovou) (Bio-Rad Laboratories, Inc.)

la xprion Tou opydvou CFX96™ Real-time PCR detection (Bio-Rad Laboratories, Inc.) anattoUvrat ta akoAouBo UAIKA:

Multiplate™ 96-Well PCR Plates (PCR mAdkeg 96 B€ocwv), xapunAoL npodiA, xwpic mAsupko kGAupua, dtadaveig,
(Bio-Rad Laboratories, Inc.; kwSikog #MLLI601).

Microseal 'A’ Film (Bio-Rad Laboratories, Inc.; kw8ko¢ #MSA5001), Microseal 'B' Film (Bio-Rad Laboratories, Inc.;
Kw&kOg #MSB5001) 1) Microseal 'C' Film (Bio-Rad Laboratories, Inc.; kw8kog #MSC5001).

1x ¢duoLoAoyLkOg 0pdC e pUBULOTIKO SLAAU O dwodoplkwy LOVTWY (PBS)

Anattovpeva UAIKA ywa to QuantStudioTM 5 Real-Time PCR System (ocUotnua PCR mpaypatikou
Xpovou) (Applied Biosystems, Inc.)

lMa xprion tou opydvou QuantStudio™ 5 Real-Time PCR System (cuotripatog PCR mpaypatikol xpovou) (Applied
Biosystems, Inc.) amattouvtal ta akoAouBa UALKA:

MicroAmp™ Optical 96-Well Reaction Plate (MAdka avtiépaonc) (Applied Biosystems, Inc.; kw&ikdg #N8010560).

MicroAmp™ Optical Adhesive Film (autokoAAntn uepPBpavn oteyavomoinong) (Applied Biosystems, Inc.; KwdKOG
#4311971).

1x ducloAoylkdg 0poG pe pubULoTIKG SLaAupa dwodopkwy LovTwy (PBS).

AnattoUpeva UAKA yia to AriaDx Real-time PCR System (oUotnua PCR mpaypatikou xpovou) (Agilent
Technologies, Inc.)

Mo xprion Tou opyavou AriaDx Real-time PCR System (Agilent Technologies Inc.) anattoUvtat ta akéAouBa UALKA:

PCR mAdkeg 96 B€ocwv, e TTAEUPLKO KAAU U Kol XxapnAoU ipodiA (Agilent Technologies, Inc.; kwdikog #401490).
AutokOMnTeC Tavisg/pepuBpaveg oteyavornoinong makwy (Agilent Technologies, Inc.; kwdikog #401492).

1x ducloAoylkog 0poG pe puBULOTIKO SLaAupa dwodopkwy Lovtwy (PBS).



E.

AnaitoUpeva UAKA yLa To cuotnua aviyveuong ELITe InGenius® (ELITechGroup S.p.A.)

Mo xprion tou opydvou ELITe InGenius® (ELITechGroup, S.p.A) amottodvtot To. akdAouBo UALKA:

Extraction cartridges (Quoiyyia ekxOMong) “ELITe InGenius® SP 200” (ELITechGroup, S.p.A.; Kw8KOG
#INT032SP200).

AvaAwotpo ylo tnv ekxVAton “ELITe InGenius® SP 200 Consumable Set” (ELITechGroup, S.p.A.; kwSikog #INT032CS).
Quoiyyla evioxuong “ELITe InGenius® PCR Cassette” (ELITechGroup, S.p.A.; kwdd¢ #INTO35PCR).

PUyxn (tips) “300 uL Filter tips Axygen” (Axygen BioScience, Inc.; kw8lkog #TF-350-L-R-S),

Aoxeia “ELITe InGenius® Waste Box” (ELITechGroup, S.p.A.; kw8wo¢ #F2102-000).

Sarstedt™ Micro Tube 2 mL pe BLOwto nwua (Sarstedt, AG & Co.; KwdLkog #72.694.006).

Sarstedt™ Micro Tube 0,5 mL pe Bléwto nwpa (Sarstedt, AG & Co.; kwdikog #72.730.005).

ErutAéov, elval anapaitnta ta akodouba el8ika MpwtokoAa Aokipwv (ELITechGroup, S.p.A.):

Z

MpwtokoAMa avaluong yla thv evioyuon tou Betikou paptupa “ Ulisse HPV Mix_PC_00” kat “ Assay_Ulisse Bglobin
Mix_PC_00".

MpwtokoMa avdluong yla tnv evioxuon tou apvntkol pdptupa” Ulisse HPV Mix_NC_00" kat “ Assay_Ulisse
Bglobin Mix_NC_00".

MpwtokoMa avaAuong ya ta mpo¢ avaluon Seiypata “Ulisse HPV Mix_CYT_200_200_00", "Ulisse HPV
Mix_CS_200_200_00", “Ulisse Bglobin Mix_CYT_200_200_00" kot "Ulisse Bglobin Mix_CS_200_200_00".

AnattoUpeva UALKG yia to HYRIS bCUBE™ (HYRIS, S.r.l.)

la xprion tou opydvou HYRIS bCUBE™ (HYRIS, S.r.l.) amawtoUvral to akOAouBo UAKA:

Quoiyyla 16 | 36 kKolAwpdtwy yia HYRIS bCUBE™ e autokdAAnteg Tawvieg/pueuppdveg oteyavomnoinong mAakwy
(HYRIS, S.r.l.; KwSwdC #HYCT16.01 i #HyCT36.01).

HYRIS bAPP™: La Stemadr] xpriotn web cupfotr pe smartphone, tablet, popntolc utOAOYLOTEG Ka UTIOAOYLOTEG
OTIOLO.CONTIOTE APKAG KOl LOVTEAOU.

1x ducloloylkdg 0pog pe pubULoTIKG SLaAupa dwodopkwy LovTwy (PBS).



2. Npoedonouoelg kot tpopuAageLg

To Tpolov auTo €xeL oxeSLAOTEL ATTOKAELOTIKA yLat in-vitro xprion.

I FevikEG MpoeLSomoLnoEeLS Kat TPopUAAEELS

Na xelpileote kat va anoppintete OAa Ta BLoAoyikad Selypata wg LOAUCUATIKA. ATTodEVUYETE TNV AUeDN emadn Ue
Ta BLoloyika Selypata. ArtodeUyete To pAvVTIoUA ) TOV PEKAOHO. Ta UALKA TTOU €pXovTal o€ emadn e Ta BLOAOYIKA
Selypota mpénel va umtofdaAAovtal os enefepyacia yla TouAdaxlotov 30 AemTd pe UTIOXAWPLWEEG vaTplo 3% 1 va
amootelpwvovtal o KABavo yla pia wpa otoug 121 °C mpwv amo tnv andppun.

Na yxelpileote kaL va amoppintete OAa ta avildpaotripla Kal OAd Ta UALKA TIOU XPNOLUOTIOLoUVTaL yla T
Slevépyela TNG aVAAUONG WG MOAUCHATLKA. ATtodeVyeTe TNV Apeon enadn He Ta avtdpaotrpla. AtodeUyeTe To
pavtiopa A tov Pekaopo. Ta anmdPAnta mpEMeL va Xelpilovtal Kal va amoppintovtatl cUpwva Pe Ta KAatdAAnAa
npotuna acdpaleiag.

Na dpopdte KATAAANAQ TIPOCTATEUTIKA poUXA KAL YAVTLA, TIPOCTATEVETE TA UATLO KOL TO TIPOCWIIO GO,

Moté unv avappoddte SLOAUUATA IE TO OTOUA.

MnV TPWTE, NV TIVETE, UNV KOTVIETE Kal UNV £GopUOTETE KOAAUVTIKA TIPOLOVTA OTOUC XWPOUG Epyaciag.
MAEVETE IPOCGEKTIKA TAL XEPLOL COG UETA TO XELPLOMO SELYUATWY Kot avTdpaotnpiwv.

Na amoppinTeTe T UTTOAELTTOUEVA aVTLEpaCTHPLA KOt Ta artdPANTA UUPWVA UE TOUG LoXVUOVTEG KOVOVIGUOUG.
AlaBAOTE MPOOEKTLIKA OAEC TIC 08NYleg TTOU cuvoSeUOUV TO TTPOTOV TPLV ATIO TNV EKTEAECT TNG AVAAUCNG.

Kata tnv ektéAeon tng avaAuong, akoAouBrote Tig 0dnyieg mou cuvodelouv To MPOIdV.

MnV XpNOLUOMOLELTE TO TPOLOV PETA TNV avaypadOpuevn nuepopnvia Anéng.

MnV XPNOLUOTIOLELTE TO TPOIOV €AV, KATA TNV TapaAafr), n cuckevacia £xeL umtootel nuLa A n odpayida eival
OTIOOEVN.

Xpnotlomnoleite pévo Ta avilSpaoThpLa TTOU TIOPEXOVTAL HE TO TPOIOV KAl QUTA TIOU GUVIOTWVIAL Ond Tov
KOTAOKEVOOTH.

Mnv ouykevtpwvete avildpaotipla and SlapopeTikéc maptideg N and Stadopetikd cwAnvapla tng dlag
naptidag.

Mnv xpnotuomnoleite aviidpaotripla GAAWY KOTACKEUAOTWV.

I Npoeildonotnoslg Kat TPodpUAAEELS yia TG Stadikaoisg poplakng BloAoyiog

Ol SLadLkaoieg poplakng BLoloyiag amattouv eEELOIKEVEVO KOL EKTTALOEVUEVO TIPOCWTTLKO yla va arodeuxBeil o
Kivduvog ecdbaApévwy amotedeopdatwy, 16lwg Adyw TNG AmolKoSOUNOoNG TwV VOUKAEIKWY 0EEWV TIOU TIEPLEXOVTAL
ota Selypata f Tng emyuoAuvong tou Selypartog and nmpoidvta evioxuong.

Epyaotnplakég oSLEC, YAVTLA Kal EEOTTALOMOG ATTIOKAELOTIKA YL TNV EKTEAEON TNG SOKLUAG lval amapaltnta.

Ta Selyparta mpEMEeL va elval KatdAAnAa Kal, av eival Suvatov, EL6LKA yLlo auTtov Tov TUTo avaluong. Ta Selypata
TPETEL VAL XELPLTOVTAL KATW Ao amaywyo VNUOTIKAG PONG. OL TIUTETEC TTOU XPNOLLOTIOLOUVTAL YLO TO XELPLOUO TWV
SELYUATWY TIPEMEL VA XPNOLLOTIOLOUVTOL ATIOKAELOTIKA YLA TO CUYKEKPLUEVO GKOTIO.

Ta duoiyyla 1 ot mAdkeg PCR mpénel va xelpilovtal pe TETOLO TPOTO WOTE VO HELWVETAL 060 TOo Suvatov
TLEPLOCOTEPO N SLACTIOPA TOU TMPOIOVTOG evioxuong oto TeplBAAAOY, WOTE va amopeVYETAL N EMUOAUVON TOU
Selypatog kal Twv avtdpaotnpiwy.

Katd tnv ektéAeon tng avaluong, akoAouBroTe TIC 08NyLEG TTOU TIEPLEXOVTOL OTO EPYAOTNPLOKO eyXELPISLO YL TOV
10 TwV avBpwvwyv BNAWPATWY, SnUocLEVUEVO amo tov Maykdouio Opyaviopo Yyeiag.




3. NpwtokoAlo

I ZuAdoyn, anoBnKeuon Kat petagdopd SELYHATWY

A. ZuAloyn Astypdtwv

TpaynAiko dsiyua kuttapodoyiac uypnc eaaonc

To tpaynAiko Ssiypo mou cuMéyetal o péoo ThinPrep® pe evdotpaxnAikrn Yrktpa/ondtovAa £xet mkupwOEel yia
xpron ue to HPV Selfy HR. AkoAouBrote TIg 08nyieg Tou KATaoKeUAOTH yla Tn cuAoyr TpaxnAwol Selypatod.

Aciyuo tpaynAikou enyplouatoc

Mo tn ouA\oyn Selypoatog tpaxnAwol EMXPLOMATOC, XPNOLUOTOLROTE Ta aKOAoUBa UALKA cUudwva pe TIG odnyleg
TOU KOTOLOKEUAOTH:

- FLOQSwab’ pe kwvikd dxpo 80 mm (Copan Italia, S.p.A.; kwdiKAg #52980C) yia T cuANoyr| evS0-0160TpaxNAKWVY
Selypdtwy n onola mpayuatonoleitat and LoTpo.

Aciyuo KoATkoU enypiouatoc

Mo tnv autocuAAoyn Selyatog KOATILKOU EMLXPIOUATOC, XPNOLLOTOLOTE Ta akOAouBa UALKA oUudwva e TG o8nyleg
TOU KOTOLOKEUQOTH.

- FLOQSwab’ regular plus, pe otpoyyulepévo dkpo, arokoAoUuevo barcode, xwpig onueio Bpadiong (Copan ltalia,
S.p.A.; KwSLKOC #5E046S) yLa auToGUANOYI KOATILKWY SELYUATWV.
B. AnoOnkeuon Selypdtwv

H evawobnoia tng avaluong pmopel va pelwBel v to deiypa kataUxetal kal anoPuxetal enavelAnuuéva i
amoBnkeVeTal yla PeyAAO Xpoviko Sldotnua. Ta voukAgikd oféa Oa mpémel va €€ayovtal amo to Seiypa To
ouvtouotepo Suvarto.

TpaynAiko dsiyua kuttapodoyiac uypnc eaaonc

To Selypa TpaynAlkwv KUTTAPWYV Ttou cUAAEYETaL oto ThinPrep® umopet va anoBnkeutel oe Beppokpacio 2 ~ 8 °C yla
£Ww¢ KoL 6 eBSouadeg.

Aciyuo tpaynAikoU Kot KoATtikoU erntyplouatoc

Eav ta Selypata tpaxnAkoU kal KOAmikoU emuxpiopatog v umofdallovial oe enefepyacia OUECWE UETA TNV
mapaAopr) TouG OTO EPYAOTHPLO, TPEMEL VA amoBnkeUovtal otoug -15° ~ -25 °C kat va urtoBdaAlovtal o eneepyaoia
€VTOC eVOC UNVOC.

. Metadopa detypdatwv

MNa t dtaoddaiion tng uPnAng moldtnTag Tou delypatog, ta Seiypata Oa mpénel va petad£povia TO CUVTOUOTEPO

Suvatd otnv evdelkvuouevn Bepuokpacia.

TpaynAiko dsiyua kuttapodoyiac uypnc eaaonc

Ta Selypata TpaxnALKWV KUTTAPWV TTou cUAAEYETAL oTo ThinPrep® pumopouv va petadepBolv oe Beppokpaoia 2 ~ 25
°C.

Aciyuo tpaynAikoU Kot KoATtikoU erntyplouatoc

Ta delypata TpaxnAlkoU Kol KOATILKOU EMLXPIOUATOC TIPETEL KATA TPOTiUnon va petadépovtal umd Yuln, alld
propoUv va petapepbolv os Beppokpacio dwpoatiou (~ +25 °C) yla Stdotnua Oyt HeyaAUTEPO TwV 7 NUEPWV. Ta
Selypata tpaxnAwol Kal KOATKOU emiyplopatog Ba TPEMEL val AOOTEAAOVTAL OTO €PYOOTHPLO TO GUVTOUOTEPO
Suvatod Emetta and tn cuAAoyr] Touc, akoAouBwvtag TG 0dnyieg Tou epyactnpiou yla T petadopéc. Ta delypata Oa
TPEMEL val PeTadEpovTal CUUPWVA HE TLG TOTIKES Ko EBVIKEG 06nyleg yla tn petadopd maboyovou UALKOU.



I Awadikacia yia CFX96™, QuantStudio™ 5, Agilent AriaDx

H dladikacia xpriong tou HPV Selfy HR pe ta npoavadepBévta cuotrjpata PCR mpaypatikol XpOvou amoTeAeital ano
€8 Bpara:
A. Amopovwon VOUKAEIKWY 0wV
MposTolpacia evioxuong Twv pypatwyv PCR.
JuvapuoAdynon mAdkag PCR.
PUBULoN opydvou PCR mpaypatikol Xpovou.

Epunvela TwV amoTteEAECUATWY TWV SOKLUWV.

N mPB 1w

MoLOTIKOG EAEYXOG.

A. ANOHOVWON VOUKAEIKWV 0§EwV

Alddopol KATAOKEUAOTEG SLOBETOUV KIT AMOPOVWONG VOUKAEIKWY 0fEwV. XPNOLUOMOLAOTE T OWOTH MooOTNTA
Selypatog cUpdwva Ue To TPWTOKOAANO TTOU XpNoLUOTOLE(TaL. Ta akoAouBa KIT Amopovwong €XouV eMKUpwOEL yla
Xpron Ue to HPV Selfy HR.

a. [postowaoia tpaynAikwv SelyudTwy KUTTApoAoyiac uypnc aonc

Mpwv amo tnv npoemnegepyaoia pe to Ulisse Faster DNA f tnv ekxUALon DNA, ta TpaxnAlkd KUTTApOoAOYIKA Selypata
Tou €xouv anoBnkeutel oto Thin Prep® MpEMEL va TPOETOLUACTOUV ONWE UTTOSELKVUETAL TTAPAKATW:

- Avadelote pe avadeutripa tumou vortex to ¢laAidio Thin Prep® yia touAdylotov 30 SeutepOAemta yla va
opoyevomoLnoete to Selyua.

- Metadépete 1,5 ml tpaxnAikol deilypatog kuttapoAoyiag uypng daong amo to apxtko ¢laAibio Thin Prep® oe
owAnvaplo Eppendorf 1,5 ml.

- Quyokeviprote To cwAnvaplo ota 9.000 g yia 3 Aemta.

- Adaipéote to UnepKEeipeVO LYPO XELPOKIVNTA LIE TNV TIUTETA, TIPOCEXOVTOC VA NV OVAPPODrCETE TO KUTTAPLKO
{lnua. Ta mAeovalovta umoAsippata tou dtalupatog Thin Prep® umopouv va TPOKOAEGOUV TNV OVACTOAN TNG
akdAouBnc avtidpaong PCR.

- MNpoacBéote 1 ml StoAUpatog 1x adatouyo Stahupa dwodopkwyv aldtwv (Phosphate Buffered Saline) (PBS) oto
KUTTAPLKO ({Npa Kol QVaKLVAOTE To wANVAPLO oTov avadeuTrpa TUTIOU vortex yia TouAdylotov 30 SsutepdAenta.

- Quyokevtprote To cwAnvdplo ota 9.000 g yia 3 Aemtd.

- AdalpEoTe TO UTEPKEIEVO UYPO XELPOKIVNTA E TNV TILTETA, TIPOCEXOVTAG VA LNV avappodnoeTe TO KUTTAPLKO
{Gnpa.

- Emavawwprote og 80 pL MBG vepo (molecular-biology grade water).

Ta enefepyaocpéva Seiypata pmopolv twpa va umoPAnbouv oe mpoenefepyaocia pe Ulisse Faster DNA | va

EKYUALOTOUV e KT eKYUALoNG DNA cUpdwva pe TiG 08nyleg TOU KATOOKEUAOTH) TOUG.

6. [pocstowuaoia TpaynAlkwy Kot KOATIKWY EMYPLOUATWY

Mpw amd tnv npoemnegepyacia pe to Ulisse Faster DNA f tnv ekxUAlon DNA, ta Seiypata koAmikou 1 tpaxnAtkol
ETYPLOMATOC TIPETEL VAL EVOLWPNBOUV EavA OTWE UTIOSELKVUETAL TTAPAKATW:

- XpNOUOTIOLNOTE Jla TUWITETA PE pUYXOG(tip) piag xpriong yia va petadépete 2 mL MBG vepoU 0To GWANVAPLO TWV
5mL.

- BuBiote 10 OTUAEOD e TO Selya OTO VEPO JLE IO OELPA ATIO YPHYOPES KATAKOPUDEG KLV OELG- EV GUVEXELQ KOl XWPLG
va PBublotel, meplotpeéPte TO OTUAEO TLEIOVTIAC TO OTA TOLXWHATO TOU OWANVA, Wote va SlEUKOAUVOEL n
anob£oeuan 000 To SuVATOV TTEPLOCOTEPOU UALKOU.

- Opoyevormolote To evalwpnua avaSeUovtdg To oe avadeutrpa TUmou vortex yla 10-20 SeutepOlenmta Kot
erupepatlwote OTL Sgv UTIAPXEL OpATO TNUaL.

- Ta €towa Selypata pmopolv Twpa va urtoBAnBouv oe npoenefepyacia pe Ulisse Faster DNA 1| va ekxUALOTOUV UE
KLT ekXUALONG DNA oUpdwva pe Tic o8nyleg Tou KOTAOKEVOOTH TOUG.
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Y. JuuBatd KLT armouovwaonc

Ta ak6AouBa KLT amopovwaong €Xouv emkupwBel yia xprion e to HPV Selfy HR:
- QlAamp® DNA Mini Kit (Qiagen, Inc.; kwdkdg #51304).

- Reliaprep™ Blood gDNA Miniprep System (Promega, Corp.; kw8wdc #A5082).
- Ulisse Faster DNA (Ulisse Biomed, S.p.A.; kwdikog #UBMO0014).

B. Mpoetowuaocia tou piyparog evioxuong PCR
Ao uéte ta avudpaotripla o Beppokpaocia Swpatiou (~ + 25 °C) ya 30 Aemtd. AvakatéPte amald, GuyoKevTprote
TO MEPLEXOUEVO YLa 5 SeutepOAemta. Katd tn SLdpKeLa TG mPoeTolpaciag, Slatnpnote OAa Ta avtidpaotrpLa og mAyo.

Mpoetolpdote Vo cwAnvapla oAunpornudeviou 1,5 ml, Ta omoia Ba meptéxouv to piypua HR HPV PCR Mix kal to
uiypa B-globin PCR Mix avtiotolya- eMLONUAVETE Ta cwAnvVApLa e aveEitnAo onuadt.

Mpoegtoludote to piypa HR HPV PCR Mix kat to piypa B-globin PCR Mix : yia kaBe g€€taon, cuvbudote ta akoAouba
OUOTOTLKA TIOU EMAPKOUV yLO TOV aplOUO TwV SELYUATWY TIOU TIPOKELTAL VA EEETACTOUV OUV €val BETIKO Kal €va
apvNTIkO paptupa. OAot ot dykot tephapBavouv 10% mAedvaoua AOyw oPAAUATOG TUTETAG.

HR HPV PCR Mix

Avtibpaoctrplo ‘Oykog ava deiypa i paptupa|0Oykog yia "n" deiypata cuv 2 HapTupEg
Reaction Mix (Miyua avtidpaong) (DNA) 12,00 pL 13,20 x (n +2) pL
MgClI2 25mM &ladAupa 0,60 pL 0,66 x (n+2) pL
Miypa HR HPV mix 5,40 L 5,94 x (n+2) uL
JUVOALKOG Oykog 18,00 pL -
AvtidpaotrpLo ‘Oykog ava deiypa i paptupa|Oykog yia "n" deiypata cuv 2 papTupeg
Reaction Mix (Miypa avtiépaonc) (DNA) 12,00 pL 13,20 x (n +2) uL
MgCl,; 25mM StadAupa 0,60 pL 0,66 x (n+2) uL
B-Globin mix (Miyua R-cdatpivng) 5,40 pL 5,94 x (n+2) uL
YuvoALkog Oykog 18,00 pL -

310 TéAo¢, avapueifte apyd neplotpédovrag To cwAnvaplo TouAdylotov 10 dpopécg, amodelyoviag To OXNUATIONO
ducaAidwy.



[. ZuvappoAoynon nmAakag PCR

Mepiote 18 pL piypatog HR HPV PCR kat 18 ulL piypatog R-globin PCR yla kaBe Seiypa og §U0 Eexwplotd Kowpata.

Mepiote 2 pL amod kabe Blodoyiko delypa (S1, S2, S3, K.ATL.), and tov BeTikd paptupa (PC) kat amd Tov apvnTIKO paptupa
(NC) 6U0 dpopg : pla popd oto Bobpio pe To HR HPV PCR Mix kat pia dopd oto Bobpio pe to R-globin PCR Mix, omwg

UTTOSELKVUETAL OTO TAPAKATW XA

2 3 45 6 7

A......
: 00000
c 90000
- 90000
- 90000
F 90000
- 900000
H 900000000000

-—
—_—

0000000 -
0000000 -
—_—
0000000-
—
0000000-

JTeyavomoLote tnv mAdka PCR xpnotuomolwvtag KAatdAANAEG AUTOKOAANTES Tawieg, oUWV UE TIC 0SNnyleg Tou

KOTAOKEUAOTH.
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A. PUOON opydvou PCR mpaypatikol Xpovou

AwatiBevral mpotuna apyeia yla cuppoatd cuotrpata PCR mpaypatikol Xpdvou, KATOTIY alThUATOoC. Ma va eLoayeTe
TO POTUTIO apXeio oTo Opyavo PCR mpaypatikol xpovou, akoAouBroTe T 06nyieg Tou AOYLOULKOU TOU OpYAVOoU.
Mpwv amo v évapén Tng e€€TaoNC, ELOAYETE TA OVOLOTA TWV SELYUATWV.

Eav bev BENETE val XpNOLUOTIOLOETE TA TTPOTUTIA OPXELDL 1) oV AUTA Sev eival SLaBEaiua yla To 6pyavo, TopaKAAOUE
pubuiote To Opyavo Kol Ta TPWTOKOAX cUUDWVA E TG AKOAOUBEC 06NYLEG:

Napapetpog PUOuLoNn
Volume (Oykog) 20 uL
Cover (Lid temperature) (KaAuvppa -Oeppokpacia KaAUUUATOG) 105 °C
Reporter (aviidpaotriplo avixveuong) ylo kabe piypa SYBR
Quencher (avtidpaotnplo anooBeong) yLa KAOe piypa Kauia
Passive reference (Madntki avadopd)* Kauia
. . A . ZuAloyn
Bnpa Itado Xpovog Oeppokpacia A A
Evepyomoinon moAupepaong 30 sec 98,0 °C -
Amnodiataén 5 sec 98,0 °C -
PCR Enavadidradn Enavo’l)\aﬁsm 10 sec 61,5 °C -
- 36 KUKAOUG
Erupnkuvon 1sec 72,0 °C val
Amnodiataén 15 sec 95,0 °C -
, ‘Evapén tnéng 60 sec 60,0 °C -
KapmiuAn — —
, BéATLoTOG pUBOG aUENONG TNG 0,1°C/ 3 sec
™Meng , , . 5 vat
Beppokpaociag/xpdvo evuddtwong
TéNOG TRENG 1 sec | 95,0 °C -

E. EpUNnVeia TWV AMOTEAECUATWVY TWV SOKLULWV

OL KOTAYEYPAUUEVEG TLLEC TOU HBOPLOPOU OTIG avTISpACELS evioyuong MPEMEL va avaAuBouv amod to AoyLopkd Tou
opyavou. H avaluon twv SeSopévwy MpayaTomnoleiTal e TO AOYLOUIKO TOU GUGTHHATOC TOU 0pyAvou Kal cUubwva
UE TG 0dnyleg Tou Kataokeuaotr]. Ot TIUEG Tou HOOPLOOU ETUTPEMOUV TOV TTPOCSLOPLOUO TOU aplOUoU TWV KUKAWV
evioyuong tou Selypatog (Threshold cycle-Ct), Tov aplBud twv KUKAwV Katd tov omoio o $pBoplopdg GOavel otnv
KaTwtatn Tr. Npwv and tnv évapén tng avaiuong, pubuioTe To Katwtepo Oplo (Tiun katwdAiov) dBoplopol we e€Ng:

‘Opyavo PCR Katwtato 6plo

CFX96™ Real-time PCR detection system 500
(20otnua Avixveuong PCR Mpaypatikou Xpovou) (Bio-Rad Laboratories, Inc.)

QuantStudio™ 5 Real-Time PCR System 300.000
(20otnua PCR Mpaypatikou Xpovou) (Applied Biosystems, Inc.) )
AriaDx Real-time PCR System 5 500
(20otnua PCR Mpaypatikou Xpovou) (Agilent Technologies, Inc.) )

OL kUKAoL evioxuong €€66ou (Ct) ekdpalovtal wg aplOUNTIKA T HeTaty 1 kot 36. EAv to amotéheoua Ct eivat
"Undetermined" (AmtpocdLoploto) onpaivel Ot Sev avixvelBnKe oo LeYaAUTEPO TNG TPOKABOPLOUEVNG KATWTOTNG
TIUAG. Tla TNV epUnvela TOU AMOTEAECUATOC, AVATPEETE OTOV «IlivaKa EPUNVELAG» OTNV EMOUEVN CEAISa.

1 To "ROX" en\éyetat ouxvd we mpoem\eypévn madnTkn avadopd. EGv Sev xpnotponoleite mpotuna apxeia,
BuunBeite va katapynoete TNV erthoyn kAbe madnTikng avadopdg.

2 Na va emiteuyBel akpBrg yovotumikog mpoadloptopds twy tumwy HPV ou untdpxouv oto Seiypa, pubuiote to
puBUO avénong tng Beppokpaaiag <0,2°C (n BEAtotn avénon sivat 0,1°C).
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Mivakac epunveiac

Ct
HR HPV

ct
B-globin

Tm
HR HPV

Tm
B-globin

Katdota
on

AnotéAeopa

Eppnveia

MNpotewopevn
evépyeLla

PCR Mix PCR Mix PCR Mix PCR Mix SOKLuNg
OETIKO OE Evav 1y
TEPLOCOTEPOUG MNpooblopiote To
sodurmci et | Aozt | sooona | onvasa | Boen | Aweserev | SRS et
PIEHMTU TN PEEHTUN TN ok waka (Valid) (Detected HPV) n ! vnatos
yovotumwy yovoTunwy 0 YOVOTUTIKOG XPNOLLOTIOLWVTAG TOV
TPOoSLOPLOUAG "Mivaka yovotunwv"
eivau Suvatog
Evtdg i eKTOG ToU
AnpoacLopLoto AplBpNTIkA TiA < £0poUG TOU ‘Eykupn Mn avixvevotpog HPV AoVnTS
(Undetermined) 30 "Mivaka (Valid) (Undetected HPV) oV
yovotunwv"
OETIKO OE Evav 1y
. | Avixvelutnke HPV T[E[‘)LGUOTEPOUC
, Evtdg Tou evpoug p Tonoug HPV B ,
, . Anpoodloploto . Eykupn - | | Agite «AvtipeTwnion
ApOunTkn TR . Tou "Mivaka - . , upnAou kwduvou - ,
(Undetermined) , " (Valid) Anpoadioptotog(ot) , TPOBANUATWY»
yovotumnwy . 0 YOVOTUTIKOG
yovétumnog(ot) ,
TPOGSLOPLOUOG SEV
eivaw Suvatog
AplOUNTIKA T AplOuNTIKA T OeTIKO OF Evav 1y
, , , , Avixveutnke HPV T[E?LGUOTEPOUC
Evtdg Tou evpoug Extog Tou gvpoug p Tonoug HPV B .,
e e Eykupn - i , Agite «AvtigeTwnion
Tou "Mivaka Tou "Mivaka . , uPnAou kwduvou - .
, " , . (Valid) Anpoodioplotog(ot) , TPOBANUATWY»
yovotumwy yovotunwy X 0 YOVOTUTIKOG
yovotumnog(ot) ,
TPOGSLOPLOUOG SEV
eivaw Suvatog
Apl® T Ap® ) TL Ekto 0 Evto 0 \ . .
PLOUNTIKA T POUNTKA TR KTOg T.?U, €Upoug VTOg rl?u’ glpoug Eykupn ) ) P ——
Tou "Mivaka Tou "Mivaka h Mn aviyvevopog HPV ApvnTiko .
, " | N (Valid) TPOBANUATWY»
yovoTUmwy! yovotunwy
AplOUNTIKA T ApBunTkn T , § . §
E E s ; .
Ktog T,?U, evpoug K06 T,?U, Evpoug Mn Anpoadioptotog HPV Agite «AvtipeTwnion
Tou "Mivaka Tou "Mivaka s . .
, " | " €ykupn (Undetermined HPV) TPOBANUATWY»
yovotumwy yovotunwy .
(Invalid)
, EKTOG TOU EUPOUG Mn , .
P AnpoablopLoto e . . Agite «AvtigeTwnion
ApOunTkn TR (Undetermined) ToUu I'I'chch: - EVKU[')I'] Anpoaodioplotog HPV TtpoBANUEATwWYY
YOVOTUTIWV (Invalid)
, , Aev €xeL
Apleunr?:gn Twn > unoAoytotel / M
AnpoodLopLoto , £VTOG 1) EKTOG TOU , n i Agite «AVTILETWTILON
. n - , £yKUPN Anpoaodioptotog HPV ,
(Undetermined) , £Upoug Tou - TPOBANUATWY»
anpoodLopLoTo e (Invalid)
. Mivaka
(undetermined) , "
yovoTunwy

KaBe Selypa mou £xel €ykupo Kal BeTIKO AMOTEAECHA YL TNV TAPOUCLa VO 1) TEPLOGOTEPWY TUTWV HPV udnAol
KwwoUvou, pmopel va avaAuBel mepaltépw yla va mpoodloplotel GUYKEKPLUEVA TOLOG 1 Ttolol Tumol HPV udinAol
KWvéUVoU €Xouv avixveuBOel.

H &okwun HPV Selfy HR emutpénel tn Stakplon 14 tonwv HPV udnAou kwvduvou, nrot: HPV16, 18, 31, 33, 35, 39, 45,
51, 52, 56, 58, 59, 66 kal 68, HEow TNG avaAuong tng Beppokpaciag TENG (Tm) Tou evioxupévou avaiutn DNA. Itn
Sokwun HPV Selfy HR, kaBévag amd toug tumoug HPV unAol kwvdUvou xopoKtnpiletal amo éva OUYKEKPLUEVO
Staotnua Beppokpaciog théng (Tm).

Ot ouv-poAUvaoelg §Uo ) eplocotepwy TUTTWV HPV uPnAol kivduvou, Twv omoilwv oL KopudEG TAENG ELVAL YELTOVIKEG,
Of OPLOUEVEG TIEPUTTWOEL UTOPEL va Snuioupynoouv pia eviaio kopudn teNg petafld Twv TWWwv Tm Twv
UEHOVWUEVWY TUTIWV HPV uPnAou kvdlvou.

H Bepuokpacio théng Tm Umopel va EMNpeaoTeL Ao 0OPLOUEVOUC TTOPAYOVTEG TTOU OXETI{oVTaL LE TO BLOAOYLKO Selyua,
Kuplwg amnod 1o pubuLoTtikd SldAupa Tou xpnotomnoleitat otn péBodo amouovwaong, kabwg kal and to 6pyavo PCR.
JUVLOTATOL VO EAEYXETE OTL T OATA Tm TIOU TIPOEPXOVTAL OO TOV BETIKO LAPTUPA AVTLOTOLXOUV O€ EKE(vVa TTOU
avadpépovtal otov "Mivaka yovotumwy" otnv enduevn ceAiba.
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Mivakac yovotunwy

HR HPV PCR Mix

Instrument (Opyavo)
Tomoc QuantStudio™ 5 Tomoc AriaDx Tomoc CFx96™
HPV @Epp.(:)Kp(ICLC( rnlﬁnq C HPV @Epp.(:)Kp(ICLC( rnlﬁnq C HPV Oepp.("JKp(IOLC( rr]’&nq C
ano WG ano WG ano WG
HPV68 72,00 73,20 HPV68 72,40 73,80 HPV68 72,00 73,30
HPV59 73,30 74,10 HPV59 74,00 74,60 HPV59 73,40 73,60
HPV66 74,50 75,30 HPV66 74,80 75,60 HPV66 73,80 75,30
HPV16 76,00 76,95 HPV16 76,20 77,40 HPV16 75,40 76,80
HPV35 77,00 78,00 HPV35 77,60 78,40 HPV35 76,90 77,40
HPV31 78,20 79,45 HPV31 78,80 79,60 HPV31 77,80 78,90
HPV56 79,50 80,00 HPV56 79,80 80,20 HPV56 79,00 79,70
HPV52 80,05 80,40 HPV52 80,40 80,60 HPV52 79,80 80,00
HPV39 80,60 80,90 HPV39 80,80 81,20 HPV39 80,10 80,30
HPV58 81,20 81,80 HPV58 81,40 82,00 HPV58 80,60 81,00
HPV51 81,85 82,40 HPV51 82,20 82,60 HPV51 81,40 81,60
HPV45 82,50 83,95 HPV45 82,80 83,40 HPV45 81,80 82,80
HPV33 84,60 85,30 HPV33 84,60 85,40 HPV33 83,60 84,80
HPV18 85,60 87,00 HPV18 85,60 87,00 HPV18 84,90 87,00
Instrument (Opyavo)
QuantStudio™ 5 AriaDx CFx96™
2TOX0G Oeppokpacia théng °C 2TOXOG Oeppokpacia théng °C 2TOXOG Oeppokpacia téng °C
anod €WC anod £WC anod €WC
R-globin 75,50 76,80 R-globin 76,40 77,80 R-globin 75,00 77,00




Z. Molotikog EAeyxoG

Mo TNV EMKUPWON TWV AMOTEAECUATWY TNG SOKLUNAG, Elval amapaitnto va emaAnBeuTel n eyKUPOTNTA TNG EKTEAECNC
PCR (avaAuong). Ma to okomod auto, amatteital évag Apvntikog Mdaptupag kal évag OeTikdg Maptupag yla Kabe
ektéAeon evioyuong PCR, tdoo yla to piypua HR HPV PCR mix 6co kal yla to piypa PCR B-globin mix. O Apvntikog
Mdaptupag xpnoLomoLeltatl yia va eAeyxBel OTL Kavéva cuoTatikO Sev €xeL eTLUOAUVOEL e VOUKAEIKA of€éa KaTd TtV
TIPOETOLUACLA TWV avTIOpAcEwWV gvioxuonc. O BTk Mdaptupag xpnoLlomnoleital yia tnv afloAdynon tng enidoong
™¢ avaAuong. H avaAuon Bewpeital £éykupn otav mAnpouvtal kat ot U0 akoAouBeg npoinobéaoelc:

- 0 Oetkdg Maptupag (HPV HR) xapaktnpiletat and kaumnuAeg evioxuong oto piypa HR HPV PCR mix kal oTto piypa
PCR R-globin mix.

- O ApvnTikog Maptupag xapaktnpiletal amnd pn umapén KapmuAwy evioxuong oute oto piypa HR HPV PCR mix oUte
oT0 piypa PCR R-globin mix.

-Ma pa owotr) avaAuon yovoTtumou, lval amapaitnTo va avixveuBouv Tpelg KopudEg Tréng Tou Oetikol Mdaptupa

(mou e€etdotnke pe to PCR HR HPV mix) kat n kopudn tEng tou Oetikol Mdptupa (mou efetdotnke pe to R-globin

PCR Mix), evtog twv Bepuokpaciwy TAENG TTOU UTIOSELKVUOVTOL KATWTEPW:

‘Eupog Oeppokpaciag THENG °C

PCR Mix QuantStudio™ 5 AriaDx CFXx96™
and £Wg anod £Wg anod £W¢
HPV68 72,00 73,20 72,40 73,80 72,00 73,30
HR HPV PCR Mix HPV56 79,50 80,00 79,80 80,20 79,00 79,70
HPV18 85,60 87,00 85,60 87,00 84,90 87,00
3-globin PCR Mix 3-globin 75,50 76,80 76,40 77,80 75,00 77,00

Eav aviyveuBel onpa evioxuong mou untepPalvel TNV KATwTATN TN yla to piypa HR HPV PCR mix fj yla To piypa PCR
R-globin mix otov apvnTKo Haptupa, n TMAGKA OKUPWVETOL KOt N SOKLUN TIPEMEL va emavaAndBel petd tnv e€aleudn
NG TNYNG HOAuvong.

KaBapiote to xwpo mpoetolpaciag tou deiypatrog PCR kal emavaldBete Tn SokLun He VEO KIT. BeBalwBeite otTL oL
TIAPAETPOL TOU OPYAvVoU £Xouv pubuLoTel cwoTtd.

Eav moapatnpnBolv avwpalieg otnv evioxuon tou OeTikol Maptupa, n TAAKO OKUPWVETOL KOl TIPEMEL va
enavaAndOel. Ztnv nepiMTwon aUTH EMKOWWVINOTE LE TOV TPOUNBEUTY) TOU TPOIOVTOG.

Eav mapatnpnBouv avwuaAieg otnv KAumuAn TAENG Tou Ostikol Mdaptupa, n MAAKA elval €ykupr, AAAG O YOVOTUTUKOG
POocSLoPLoNOG v Umopel va eival aglomotog. Itnv MePUMTwon aUTH ETILKOWVWVNOTE UE TOV MPOUNOeUTH Tou
npoiovrog.
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AvTLLETWTTILON TTPOBANUATWVY

Tunog Seiypatog

Mpo6BAnpa / ZhaApa

MOavn Atia

MBavi Abon

Mn éykupog OeTIKOG

2ddpa otn xprion e
TWIETAG.

Mpooéfte 6tav Slavépete avidpaotripla ota Bobpia tng
pikporAakag(microplate).

SdaAua ovvBeong piypatog
PCR.

BeBalwbeite OTL éxeTe EKTENETEL CWOTA TLG 0SNYLEG TTOU
nepypadovrat otnv napdypado «Mpoetolpasio Tou
piypotog evioxuong PCR ».

Mn éykupn SokLun:
Kapio KapmoAn
evioxuong oto piypa HR
HPV PCR
Ko
Kapio kapmoin
evioxuong oto piypa R-
odatpivng PCR A
KaumUAn evioxuong pe Ct
>30

OeTKOG Maptupag AkatdAAnAn anoBrikeuon Xpnotpomnotnote éva véo KAGopa avtdpaotnpiwy r éva
Madptupag , \ avudpaotnpiwv. VEO KLT.
A A - ; ; ;
&V unzs'):(:;uvon:]oqtunu &6 MNapouocia DNase. Xpnotponotjote avaAwotpa eAevBepa DNAse.
Arotuyia PCR. BeBatwBeite 6tL oL TPAUETPOL TOU OpYdvoU Efvarl
OWOTEG,.
Quoahibeg otnv avtibpaon EnavahdBete tn Sokun Stacdahifovrag 6t Ba
PCR. anoduyete 10 oxnpatopd pucalidwv ato Bobpio.
KaBapiote tnv neploxn npostopaciag PCR.
Tomu emubAuvon. BeBaLwBF:'Lts ot xpnc’nuonotehatlenapmq sEon?\Lauéq
QTOMLKAG TTPOOTAGLaG yia TN Helwon Tou Kvduvou
ETUUOAUVONG.
EmupdAuvon and XpNOLUOTOLOTE €va VEO KAGOUA [N LOAUCHEVWV
Mn £ A ) avtidpactripla. avtdpactnpiwv.
n EV:/L:‘;JO:U Zvr]ukoq AKaTGAANAN amobrikeuon Xpnotpomnotnote éva véo KAGopa avtidpaotnpiwy r éva
ApVNTIKOG prupas avtdpaoctnpiwv. VEO KLT.
Madptupag , s , X Mavta va aAhdlete puyxog(tip) petagd Twv Selypdtwy.
n A e . , ,
apouoll.a KAHTIVADY 2parua at‘n xenon tme Mpooéfte 6tav Slavépete avtdpaotripla ota Bobpia Tng
gvioxuong TUTETOG. , )
uwponAakag(microplate).
. , , BeBauwBeite OTL ExeTE EKTEAECEL CWOTA TIG OSNYiEG TTOU
2hdhua ouvféean HivHaToS nepypadovrat otnv napdypado «Mpoegtolpasio Tou
i pilypoatog evioxuong PCR ».
Sdalua oteyavomnoinong Mpooéxete OTAV OTEYAVOTOLEITE TNV TIAGKA KalL
TIAQKWV. aKoAoUBE(TE TIG 06NYieG TOU KATAOKELAOTH.
AxartéMnho Seiyiia. EnaAnBelote Tn ouuBa’tétnta KaLL TNV EMAPKELD TOU
Selyparog.
AvVQTOTEAECHATIKOG AKa?aMr])\n‘auMovn, , EnavaAdpete Tnv armopovwon DNA i tn culoyr tou
X arnoBrkeuon 1 petadopd X
YOVOTUTUKOG SeypdTwy Selyparog.
NPOooSLoPLOUAG - -
anévKu ’r)]ér)lktqur']' AKQTGAANAN amopovwon
EKTo tOUZL’) ou I'O'U DNA. EnaAnBelote tn cuppatotnta anopovwaong DNA.
"ﬂl’.anKOL ovstbriwv" - EnavahdBete tv anopdvwon DNA.
v Xnukn emudiuvon.
Quoahibeg otnv avtibpaon EnavahdBete tn Sokun Stacdahifovtag 6t Ba
PCR. anoduyete 10 oxnUatopnd pucalidwv ato Bobpio.
BLOAOYIKO AxatdMnho Setypa. EnaAnBelote tn ouuBa’totnta KOl TNV EMAPKELA TOU
. Selyparog.
Aglypa

AKQTAAANAN cuAoyr,
amnoBrkeuon f petadopd
SelypdTwy.

EnavahdBete tnv anopovwaon DNA rj t cuAoyr Tou
Selyparoc.

AKQTGAANAN amopovwon
VOUKAgikoU o€€og.

EnaAnBelote tn cuppatotnta anopovwaong DNA.
EnavahdBete tv anopdvwon DNA.

Anotuyia PCR.

BePalwBeite O6TL 0L MAPAPETPOL TOU OPYAVOUL Eivat
OWOTEC,.

Quoahibeg otnv avtibpaon
PCR.

EnavahdBete tn Sokun Stacdahifovtag 6t Ba
anoduyete T0 oxNUaTopnd pucalidwv ato Bobpio.

Mapouaoia avactoAéwv PCR.

Mpoomnabrote va apoLWOoETE TO AMopovwpéVo DNA 1:5.
EnavahdBete tnv anopovwaon DNA rj Tt cuA\oyr Tou
Selyparoc.
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I Awadikacia yia ELITe InGenius®

H Sladikaoia xpriong tou HPV Selfy HR pe to obotnua ELITe InGenius® amoteAsital amd tpio Bripata:
A. enalnBeuon NG ETOLUOTNTAG TOU CUCTHATOC,.
B. PuBuon tng Stadikaotiag.

. A£loAGynon Kal €YKpLon TWV OMOTEAECUATWV.
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A. EnaA@gvuon 6t to oUotnpa gival £ToLHo oG Xprion
Mpwv amno tv évapén tng Stadikaoiag, cuudbwva pe TG 0dnyleg Tou opydvou, eival amapaitnTo va:

- Evepyonoujote 1o ELITe InGenius® kat emudé€te tn Aettoupyia(login mode) oUvdeong "CLOSED". EmaAnBevote 6Tt
oL avtdpaoelg evioxuong Twv HapTUpwV - Oetiko¢ (HPV HR) kot ApvnTKOG UAPTUPNG - EKTEAECTNKAV OF
ouvbUOOoUO TOOO He TO Miypa HR HPV PCR mix 600 kot pe to piypa R-globin PCR mix, pe tnv moptida
avtdpaotnplou evioxuong mou MPOKELTOL va XPNoLUoTtoln Ol Kal OTL lval EYKEKPLUEVEG KaL OE EYKUPN KOTAOTOON
(Status). Eav 8ev uTMAPXOUV EYKEKPLUEVEC 1 €YKUPEG QVILOPACEL €VIOXUONG TWV HAPTUPWY, EKTEAECTE TIG
XPNOLUOTIOLWVTAG TA ELOLKA TTPWTOKOAAQ avAAuonG ou avadEpovtal otny evotnta "YAKA TTou anattolvtatl oAAG
Sev napéyovtal" oto onpeio "E", dnwg meplypadeTal MAPAKATW.

- Em\é€te Tov TUTIO TNG eKTEAEDNC, akoAouBwvtag Tig 0dnyieg oto ypadko meptBallov xpriotn (GUI: Graphical User
Interface) yia tn pUBULON TNG £€ETAONG KOl XPNOLULOTIOLWVTAG T TTPWTOKOAA AVAAUGNG TIOU TIAPEXOVTAL ATIO TV
ELITechGroup S.p.A. Auta ta mpwtdkoAAa IVD (in vitro diagnostics) emikupwBnkav e16ika pe to HPV Selfy HR, to
opyavo ELITe InGenius kol TI¢ avadePOUEVES UNTPEG SELYUATWV.

Ta mpwTtokoAAa avaiuong mou sival Sltabéoua yia tnv e€€taon Selypudtwy pe To poiov HPV Selfy HR meplypddovtat
OTOV MAPAKATW TIVOKA.

Assay Protocols for HPV Selfy HR

‘Ovopa MAtpa/EkAouopa Avadopa XapaKTNPLOTIKA
‘Oykog elo6bou ekyUAlong: 200 pL
et/ ‘Oykog éK)\’oucnlq ekxUALong: 200 pL
TpoxnAwko Seiypa ApvrTik Ecwtepikog Maptupag: OXI
Ulisse HPV KuTtapoAoyiag uypng (Positive/ Yreprixnon: OXI
Mix_CYT_200_200_00 baonc. Negative) Juvteheotn¢ apaiwong: 1
Miyua PCR: HR HPV PCR Mix
‘Oykog piypartog PCR: 45 uL
‘Oykog elo0bou PCR Selypoatoc: 5 pL
‘Oykog elo6bou ekyUAlong: 200 pL
et/ ‘Oykog éK)\’oucnlq ekxUALong: 200 pL
. ' ’ ApvrTik Ecwt‘?ptKoq Maptupag: OXI
Ulisse HPV TpoxnAkA/KOATUKA o Yrnieprixnon: OXI
, , (Positive/ . ,
Mix_CS_200_200_00 EMplopata Negative) JuvteAeotng apaiwong: 1
Miyua PCR: HR HPV PCR Mix
‘Oykog piypartog PCR: 45 uL
‘Oykog elg6dou PCR deiypartog: 5 uL
‘Oykog ela0bou ekyUAlong: 200 pL
‘Oykog ekporng ekxUALoNnG: 200 pL
. . Toaxnhuo Seiyua 'Ey’KUPﬂ/ EOwTEI-:le(')Q Mdptupag: OXI
Ulisse Bglobin KuTTopoAoylae Lyprc Mn Eykupn Yrieprixnon: OXI
Mix_CYT_200_200_00 béonc (valid/ Juvteheotn¢ apaiwong: 1
’ Not valid) Miyua PCR: R-globin PCR Mix
‘Oykog piypartog PCR: 45 uL
‘Oykog elg6dou PCR delypartog: 5 uL
‘Oykog elo06ou ekyUAlong: 200 pL
‘Oykog €khouaong ekxUAlong: 200 pL
‘Eykupn/ Ecwtepikdg Mdptupag: OXI
Ulisse Bglobin TpaxnAkd/KoATikd Mn Eykupn Yneprixnon: OXI
Mix_CS_200_200_00 EMYplopaTa (valid/ Juvteheotn¢ apaiwong: 1
Not valid) Miyua PCR: B-globin PCR Mix
‘Oykog piypartog PCR: 45 uL
‘Oykog elo6dou PCR deiypartog: 5 uL

Eav to mpwTtdkoAAo avaluacng mou cag evoladepel Sev €xel eloayBel 0To GUOTNA, EMLKOVWVIOTE LUE TO TOTILKO TUAA
efunnpétnong mehatwv tng ELITechGroup.
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B. PUBuon ¢ Stadikaoiog

To mpoidv HPV Selfy HR, og cuvSuoopo pe o ovotnpa ELITe InGenius®, urmopei va xpnotpomnotnBei yia tnv eKtéAeon:
o. ohokAnpwuévn ektéleon (Extract + PCR) (ekxUAton + avtidpaon PCR);
B. EktéAeon avtidpaong evioxuong (PCR only) (povo PCR),
v. EktéAeon avtidpaonc evioyuong Betikou kat apvntikol paptupa (PCR only) (uévo PCR).

‘OAeC oL MAPAUETPOL TIOU amaLToUvTal ylo TNV €€€tacn meptlapupavovtal ota MpwTtokoAAa avaAucong mou eival
Sl0B€o1ua oTo OpYavVo Kal aAVOKAAOUVTOL QUTOUATO OTOV QUTA ETAEYOVTAL.

Inueiwon: 1o ocvotnua ELITe InGenius® pmopel va ouvdeBel pe tov "Epyaotnplakd cuotnua mAnpodoplwv:
Laboratory Information System" (LIS), péow tou omolou eivat Suvatr n petadoptwon Twv MAnpodopLwv tng e€€Taonc.
Avatpé€te oto eyyelpidio xpriong Tou opydvou ELITe InGenius® yla meplocoTePe AEMTOUEPELEC.
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Ta kUpla Brpata yla t pUBULON TWV TPLWV TUTIWV AVOAUCEWY TIEPLYPADOVTAL TTOPAKATW:

. OAokAnpwuévn ekteEAean

Mo va puBuicete pla oAokAnpwpévn ektéleon Eekvwvtag amd to Baocikd delyua, ektedéote Ta akOAouBa Bripata
ouudwva pe Tto ypadikod meptBaliov xpriotn (GUI):

- amoPulte ta avudpaotipla oe Bepuokpacia Swpatiov (~ + 25 °C) ywa 30 Aemrtd. AvakoatéPte amald,
duYOKeVTPROTE TO MEPLEXOUEVO YLa 5 SeuTEPOAETTA. AlaTnpeite OAA TA AVTIOPACTAPLO OE TLAYO KOTA TN SLAPKELL

NG MpoETOLACiag.

globin PCR Mix avtiotolya- EMLoNUAVETE T cwAnvapla Le aveitnAo onuadt.

Mpoetoludote SU0 cwAnvapla Twv 2 ml (Sarstedt) mou Ba mepléxouv to piypua HR HPV PCR Mix kot to piyua B-

- TMpoetoludote to piypa HR HPV PCR Mix kat to piypa B-globin PCR Mix cUpdwva pe Toug akoAouBoug mivakec:

HR HPV PCR Mix

. ‘Oykog ava deiypa n . ;

Avtidpaoctrplo v iuiptupaw n Oykogyian<=4 Oykogyia4<n<=6
Reaction Mix (DNA) 30,0 uL 30,0x (n+1) pL 30,0x (n+2) puL
MgCl2 25mM StadAupa 1,5puL 1,5x(n+1)uL 1,5x(n+2)uL
HR HPV mix 13,5 ulL 13,5x (n + 1) pL 13,5 x (n +2) pL
JUVOALKOG OYKOG 45,0 uL - -

B-globin PCR Mix

Avtuidpaoctiplo OVKOiIZ‘F”:UT;VMG n Oykogyan<=4 Oykogyla4<n<=6
Reaction Mix (DNA) 30,0 uL 30,0x (n+1) pL 30,0x (n+2) puL
MgCl2 25mM SiaAupa 1,5puL 1,5x(n+1)uL 1,5x(n+2)uL
R-globin mix 13,5 uL 13,5x (n+ 1) pL 13,5x(n+2) uL
JUVOALKOG OYKOG 45,0 uL - -

- It0 TéAog, avapeifte apyd nmeplotpédoviag To cwAnvaplo Touldytotov 10 popEg, anopelyovtag To CXNUATIOUO
ducaAidwy.

EruAé€te "Perform Run" (‘Evapén exktéleonc) amo tv kevrpik 006vn "Home" (Apxikn ZeAiba).

BeBalwdeite otL 0 "Extraction Input Volume" (Oykog elo66ou ekxUALong) eivat 200 pL kot o "Extraction Elute
Volume" (Oykog £€kAouaong ekxUAtong) ivat 200 pL.

- Eav xpelaotel, petadépete 200 b Tou Selypatog amno 1o mMpwTelov cwAnvapLlo o€ éva "owAnvaplo ekxUALoNG" Tou
ELITe InGenius.

Mo kaBe evdladépov ixvog (Track of interest) cupumAnpwote to "SamplelD" (SID) mMANKTpOAOYWVTAS I CAPWVOVTOC
ToV YpOoUUwTO kwdika(barcode) Tou deiypatog.

- Em\é€te 1o mpwtdkoAo avdaluong mou Ba xpnolpomownBet otn othAn "Assay"(Aokiun) (m.x. "Ulisse HPV
Mix_CYT_200_200_00").

BeBalwOeite 6t t0 " Protocol " (MpwtokoAho) mou epdaviletal eivat: "Extract + PCR"(EkxUAlon + PCR).

Erulé€te ) B€on eloaywyng tou Selypatog otn otrAn "Sample Position" (Q€on Selypatog):
o Eav xpnolwuomnoleital mpwtevov cwAnvaplo, emAEETe "Primary Tube" (mpwtevov cwAnvaplo),

o Eav xpnowomnoleital dgutepeliov cwAnvaplo, emAé€te "Extraction Tube" (ZwAnvapLlo ekxuAlong).

Kavte kA oto "Next" (Emouevo) yla va ouvexioete tn puOLon.

Elodyete To mpoodata mapackeVaoUéVo piypa PCR HPV mix kat to piypa PCR B-globin mix oto "Inventory Block"
(MrmAok amoypadng) mou emAéxBnke akohouBwvrtag Tig odnyleg tou GUI kol cuUTAnpwoTe Tov aplOud naptidag
KaL tnv nuepopnvia Anéng tou kit HPV Selfy HR. EmiAé€te to "Next" (Emouevo) yia va cuveyloete tn puBbuion.

Eloayete kat eAéyEte ta Tip Racks (puyxn) otnv emileypévn " Inventory Area " (Meploxr anoypadrg) akoAouBwvtag
TIG 06nyieg tou GUI. Kavte KAk oto kou i "Next" (Emouevo) yla va ouvexioete tn puBuLon.

Elodyete T1¢ "PCR Cassettes" (kaoéteg PCR), ta dpuoiyyla ekxuAiong "ELITe InGenius® SP 200", 6Aa ta anattoUpeva
QVOAWGCLUA KAl Ta TIPo¢ ekxUALon delyparta, akoAouBwvtag tig 0dnyieg tou GUI. Kavte kAlk oto koupni "Next"
(Emopevo) yla va cuvexloete tn pubuLon.

KAelote tnVv mdpTa TOU OpyAvou.



- Natote "Start" (Evapén) yla va EeKvroeL n ekTEAEDN.

Meta tnv ohokAnpwaon tng Stadikaciag, To cuotnua ELITe InGenius® emitpénel oToug Xprnoteg va mpofdaiouy, va
€yKplvouv, va amoBnkelooOUV TO AMOTEAECUATA KOL VA EKTUTIWOOUV Kal va amoBnkeloouv tnv avoadopd.
InMeiwon: oto TENOG TNG EKTEAEDNC, TO evamopeivav ekXUALOPEVO Selypa mpénel va adalpebel and to dpyavo, va
kaAudOel, va tautonoinOet kat va amobnkeutel otoug -20 °C. Ao UyeTe TN SLAXUON TOU EKXUALOUEVOU Selypatod.
Inueiwon: oto téAog NG ektéAeanc, ol PCR Cassettes pe Ta mpoidvta TnG avtidpaong Kal Ta avoAWGCLUd TIPETEL VOl
adatlpolvtal amo To 6pyavo Kol va amoppintovtal xwpig va emiBapuvetal to neptBaAiov. Artoduyete tn Sldxuon Twv
npolovTwy g avtidpaong.
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6. EkteAeon avtibpaonc evioyuonc

Mo va puBuiocste tnv ektéleon NG avtidpaong tng evioxuong Eekvwvtag amod eva 8N ekyUALOpEVO/eKAOUOUEVO
Selypa, extedéote Ta akoAouBa Bripata cupdwva pe to GUI:

armoPuéte ta avudpaotipla oe Bepuokpacia Swpatiov (~ + 25 °C) ywa 30 Aemrtd. AvakoatéPte amald,
dUYOKeEVTPOTE TO TIEPLEXOUEVO YLa 5 SeutepOAenTa. Alatnprote OAa Ta avILOpaOTHPLO OE TTAYO KATA TN SLApKELR
TNG TPOETOLLOCLAG.

Mpoetolpdote SU0 cwAnvapla Twv 2 ml (Sarstedt) mou Ba mepléxouv to piypua HR HPV PCR Mix kat to piyupa B-
globin PCR Mix avtiotolya- EMONUAVETE Ta CWANVAPLA e avefltnAo onuadt.

Mpoetolpdote to piypa HR HPV PCR Mix kat to piypa B-globin PCR Mix cUpdwva pe Toug akoAouBoug mivakec:

HR HPV PCR Mix

, ‘Oykog ava dsiypa n , ,
= < <=
AvtiSpaoctnplo T Oykogyta n <=4 Oykogyia4<n<=6
Reaction mix (DNA) 30,0 uL 30,0x (n+1) pL 30,0x (n+2) pL
MgCl2 25mM StadAupa 1,5puL 1,5x(n+1)uL 1,5x(n+2)uL
HR HPV mix 13,5 L 13,5x (n+1) pL 13,5 x (n +2) pL
JUVOALKOG OYKOG 45,0 pL - -
B-globin PCR Mix
, ‘Oykog ava dsiypa f . .
= < <=
Avtidpaoctrplo T Oykogyian<=4 Oykogyia4<n<=6
Reaction mix (DNA) 30,0 uL 30,0x (n+1) pL 30,0x (n+2) pL
MgCl2 25mM StadAupa 1,5puL 1,5x(n+1)uL 1,5x(n+2)uL
R-globin mix 13,5 uL 13,5x(n+1)pL 13,5x (n+2) uL
JUVOALKOG OYKOG 45,0 uL - -

310 TéNOG, avapelfte apya meplotpédovtag to cwAnvaplo Touldxiotov 10 dpopég, anodelyovtag To OXNUATIOUO
ducaAidwy.
EruAé€te "Perform Run" ("Evapén ektéleong) amod tnv 086vn "Home" (Apxikr oeAiba).

Akoun kat av ev Ba mpaypatomnownet ekxUALon, BeBalwbeite 6tL 0 "Extraction Input Volume" (Oykog elo66ou
€kyUALong) eival 200 plL kat o "Extraction Elute Volume" (Oykog £ékAouaong ekxUAtong) ival 200 pL.

Mo kaBe Selypa(Track of interest) cupmAnpwote to "SamplelD" (SID) mMAnKTpoAoywvTtag 1 COPWVOVTAS TOV
YPOUUWTO kwdika(barcode) Tou delypartoc.

Ermulé€te to mpwtokoAMo avaiuong mou Ba xpnowomolwnBel otn otyAn "Assay" (Aokiun) (m.x. "Ulisse HPV
Mix_CYT_200_200_00"). EruAé€te "PCR Only" (Movo PCR) otn otiAn "Protocol” (MpwtdkoAAo).

BeBalwbeite 6t n Béon dodptwong tou Seiypartog otn otrAn "Sample Position" eivat "Elution Tube (bottom
row)"(ZwAnvaplo £ékAouong (katw oelpad)). Kavte KAk oto "Next" (EmOuevo) yla va cuvexioete Tn puBuLon.

Qoptwote 1o Mpocdata mapackevacpuevo piypa HPV PCR Mix kat B -globin PCR Mix oto "Inventory Block"mou
eMAEXONnKe akoAouBwvtag TiG 08nyleg Tou GUI Kat GUUTANPWOTE ToV apLBUO apTidag Kal tnv nuepounvia Anéng
Tou Kit HPV Selfy HR. Kavte kAlk oto kouprni "Next" (Emopevo) yla va cuvexLoeTe tn pubuLon.

Elocayete kai eléyéte ta Tip Racks(plyxn) oto "Inventory Area" (Meploxny amoypadrg) mou emAEXBnke
akohouBwvtag tig 0dnyieg tou GUI. Kavte KAk oto kouprni "Next" (Emduevo) yla va ouvexioete tn puBuLon.

Elocayete tnv "PCR Cassette" (kaoéta PCR) kat ta ekxuAlopéva Selypata voukAgikol oféog akolouBwvtag Tig
odnyieg tou GUI. Kavte KAk oto "Next" (Emopevo) yla va cuveyloete tn pubuion.

KAelote tnv modpta TOU 0pyAvou.
Matnote "Start" yla va EeKLvroeL n eKTENEDN.

Meta tnv oAokAfpwon tng dladikaciag, to cuotnua ELITe InGenius® emutpémnel oToug xprnoteg va poBalouy, va
€YKpLlvouv, va amoBnkeUooUV Ta ATMOTEAEGUATA KAL VA EKTUTIWOOUV KOl va arnoBnkeloouv TV avadopd.

Inueiwon: 2to TENOG TNG eKTEAEDCNC, TO evamopeivav EkxuAllouevo Aelypa mpémel va adalpebel and to 6pyavo, va
kaAudOel kat va anobnkeutel otoug -20 °C. Amoduyete Tn dldxuon Tou ekXUALOPEVOU Selylatog.

Inueiwon: oto téAog TNG ekTEAEDNC, oL Kaoéteg PCR e Ta mpolovta NG aviibpacng Kol Ta avaAwWoLa TIPEMEL Va
adatpouvtal amnod To 6pyavo Kol va amoppimtovtal xwpig va emBapuvetal to eplBaAAov. Artoduyete tn Stdyuon Twv
TpOloVTWY NG avtidpaong.
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y. EktéAeon avtibpaonc evioyvonc Ostikou kat Apvntikou Maptupa

Mo va puBuicete v ekTéAeon TNG evioxuong ylo Tov BeTIKO Kol TOV apvnTIKO HAPTUPA, EKTEAECTE TA TTOPOKATW
BAuata cupdwva pe to GUI:

armoPuéte ta avubdpaotipla oe Bepuokpacia Swpatiov (~ + 25 °C) ywa 30 Aemtd. AvakoatéPte amald,
duyokevTprioTe TO MEPLEXOUEVO YLa 5 SeuTeEpOAETTA. Alatnpeite OAa TA AVTIOPACTAPLO OE TTAYO KOTA TN SLAPKELA
TNG TPOETOLLOCLAG.

Mpoetolpdote SU0 cwAnvapla Twv 2 ml (Sarstedt) mou Ba mepléxouv to piyua HR HPV PCR Mix kot to piypa B-
globin PCR Mix avtiotolya- eMLonUAveTe Ta cwAnvapla pe avegitnAo onuadt.

Mpoetolpdote to piypa HR HPV PCR Mix kat to piypa B-globin PCR Mix cUpdwva pe Toug akoAouBoug mivakec:

HR HPV PCR Mix

, ‘Oykog ava dsiypa n , ,
= < <=
AvtiSpaoctnplo T Oykogyta n <=4 Oykogyia4<n<=6
Reaction mix (DNA) 30,0 uL 30,0x (n+1) pL 30,0x (n+2) pL
MgCl2 25mM StadAupa 1,5puL 1,5x(n+1)uL 1,5x(n+2)uL
HR HPV mix 13,5 L 13,5x (n+1) pL 13,5 x (n +2) pL
JUVOALKOG OYKOG 45,0 pL - -
B-globin PCR Mix
, ‘Oykog ava dsiypa f . .
= < <=
Avtidpaoctrplo T Oykogyian<=4 Oykogyia4<n<=6
Reaction mix (DNA) 30,0 uL 30,0x (n+1) pL 30,0x (n+2) pL
MgCl2 25mM StadAupa 1,5puL 1,5x(n+1)uL 1,5x(n+2)uL
R-globin mix 13,5 uL 13,5x(n+1)pL 13,5x (n+2) uL
JUVOALKOG OYKOG 45,0 uL - -

310 TéNOG, avapelfte apya meplotpédovtag to cwAnvaplo Touldxiotov 10 dpopég, anodelyovtag To OXNUATIOUO
ducaAidwy.

Ao U€te To owAnvaplo Oetikov Maptupa (HPV HR) yia tn Stadikaoia. KabBe cwAnvaplo emapkel yla 2 e€eTA0ELG.
AvoakatéPte anald, puYoKEVTPHOTE TO TIEPLEXOMEVO yLa 5 SeutepoAemta. MetadEpete TouAdyLotov 50 plL Oetikol
Mdaptupa (HPV HR) og 2 " Elution tubes" (cwAnvapla ékAouong), mou napéxovral pe to "ELITe InGenius® SP 200
Consumable Set".

ArnoyU€te o cwAnvaplo Apvntikou Maptupa yla tn Stadikacia. Kabe cwAnvaplo emapkel yla 2 eEeTAOELG.
AvakatéPte amoAd, PpuyoKeVTIPAOTE TO TEPLEXOMEVO Yo 5 Seutepdhenta. Metadépete Touldylotov 50 L
Apvntikol Maptupa oe 2 "Elution tubes" (cwAnvapia ékAouong), mou napéxovtal We to "ELITe InGenius® SP 200
Consumable Set".

Eruhé€te "Perform Run" (Evapén extéleonc) amo tnv oBovn "Home" (Apxikn ogAidal).

210 Selypa mou evbladépel (Track of interest) emAé€te to mpwtokoAo avaluong mou Ba xpnotonolnet otn
otnAn "Assay"(AokLun).

Mo to delypa tou Betikol paptupa(Track of positive control) mou mpodkettal va evioyuBel pe piypa HR HPV PCR
Mix, eTtlAé€te To mpwtdkoAAo avaluaong "Ulisse HPV Mix_PC_00" otn otrjAn "Assay" (AokLur) Kot GUMIANPWOTE TOV
aplOuo maptidag kat Tnv nuepopunvia AnEng tou Betikol paptupa (HPV HR).

Mo to Selypa Tou apvntikol HAPTUPO TIOU TIPOKELTAL va evioxuBel pe piypa HR HPV PCR Mix, emhé€te to
npwtokoAo avaiuong "Ulisse HPV Mix_NC_00" otn otiAn "Assay"(Aokiur) Kol CUUMANPWOTE Tov oplOuod
apTidag Kot TNV nUepopunvia AREnG Tou apvntkol HapTupa.

Mo to Selypa Tou BeTikoU paptupa(Track of positive control) mou mpodkettal va evioxuBel pe piypa B-globin PCR
Mix, emAé€te To mpwtdkoAo avaluong "Assay Ulisse Bglobin Mix_PC_00" otn otiAn "Assay" (Aokiur) kot
CUUTANPWOTE ToV aplBud maptidag kat TV nuepopnvia Anéng tou Betikol paptupa (HPV HR).

Mo to deiypa tou apvrtikol paptupa (Track of negative control) mou mpokettal va evioxuBel pe piypa B-globin
PCR Mix, emlé€te To mpwtokoAo avaluong "Assay Ulisse Bglobin Mix_NC_00" otn othAn "Assay" (Aokwun) kat
CUUTANPWOTE ToV aplBUo maptidag Kat TNV NUEPopNnvia AfENG Tou apvnTkol HapTupa.

Kavte kA oto "Next" (Emouevo) yla va ouvexioete tn puBLon.

Elcayete to npdodarta mapaokevaopévo piypna HR HPV PCR Mix kat To piypa B -globin PCR Mix oto emiAeyuévo
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"Inventory Block" mou emuAéxBnke akoAouBwvtag Tt 0dnyieg tou GUI ,cuumAnpwaote Tov aplBud maptidag kat thv
nuepounvia AnEng tou kit HPV Selfy HR. Kavte kAk oto kouprni "Next" (Emopevo) yla va cuveyloete tn pubuion.

- Ewodayete kal ehéyéte ta (puyxn)Tip Racks oto "Inventory Area" (Meploxn amoypacdric) mou emhéxbnke
akolouBwvtac tig 0dnyieg tou GUI. Kavte kA oto kouuri "Next" (Emopevo) yla va ouveyxioete tn puBuion.

- Ewoayete T1g "PCR Cassettes" (kaoéteg PCR), ta cwAnvapla ékAouong (Elution tubes) Betikol paptupa (HPV HR)
Kal Ta ocwAnvapla €kAouong apvnTikoU paptupa akolouBwvtoag TG odnyieg tou GUIL. Kavte KAk oto "Next"
(Emopevo) yla va ocuveyioete tn pubuion.

- KAelote tnv nopta tou opyavou.
- Natote "Start" yla va EEKVAOEL N EKTENEDN.

- Metd tnv ohokArpwon tng Stadikaaoiag, To cuotnua ELITe InGenius® emitpénel otoug XpRoTeg va mpofaiouy, va

€YKplvouV, va amoBnKeUCOUV TA ATIOTEAEGUATO KAL VA EKTUTIWOOUV KOl va armoBnkeloouv TV avadopd.
InMueiwon: oto TEAOC TNG EKTEAEONG, O EVATTOUEVWY BETIKOC HapTupag mpemel va adalpebel and to dpyavo, va
koAudOel, va tautomownBel kat va amobnkeutel otoug -20 °C. Anoduyete tn dldxuon Tou BeTikou paptupa. O
EVOITOUEVWVY OPVNTLIKOC LAPTUPOG TIPETIEL VOL OTTOPPLUTTETAL.

Inueiwon: oto TENOG TNG EKTEAEONG, OL KAOETEG PCR e Ta polovta TNG avtidpaong Kal To aVaAWGCLUA TPETEL VOl
adatlpebouv and To 6pyavo Kat va anoppldBolv xwplig va emPapuvetal to meplBailov. AltodpUyeTe Tn SLdxuon Twv
poloVTWY NG avtidpaong.
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. A§loAdynon Kal £YKPLoT TWV OIMOTEAECUATWV

2T0 TENOG TNG eKTEAEDONG, epdaviletal autopata n o0ovn "Results Display" (Epdavion amoteAeopdtwy). XTnv 00ovn
auth epdavifovral Ta amoTeEAECUATA TOU SEIYUATOC/AMOTEAECUATO TWV HOPTUPWY KOL OL TTANPODOPIEC OXETIKA LE
v e€étaon. Amd auth tnv 086vn eival Suvatr n €ykpLon TOU OMOTEAECATOC, N EKTUTWON 1 N AmoBrKevon Twv
avadopwv ("Sample Report" | "Track Report"). Avatp£€te oto eyxelpidlo xpriong tou opyavou ELITe InGenius® yla
TIEPLOCOTEPEC AEMTOUEPELEG.
Inueiwon: to ovotnua ELITe InGenius® pmopel va ouvdeBel pe to "Laboratory Information System" (LIS)
(Epyaotnplakd uotnua MAnpodoplwv), pEow Tou omolou eival Suvatr n aAmMooToAr TwV QAMOTEAECUATWVY TNG
€€€TA0NG OTO KEVTPO SESOUEVWY TOU £pyacTnpiou. AvatpEEte oTo eyXeELpidLlo xpriong tou opyavou ELITe InGenius® yla
TIEPLOCOTEPEC AEMTOUEPELEG.
To cuotnua ELITe InGenius® mapadyel ta anoteAéopata pe To poidv HPV Selfy HR péow tng akoAouBng Stadikaoiag:
a) EmkUpwon Twv amoTeAEOUATWY TNG EVIOXUONG Tou BETIKOU KoL TOU apvnTikoU Haptupa.
B) EmikUpwON TWV AMOTEAECUATWY TOU SelypaToc.

Y) Avadopd amoteAeoUATWY SELYLATOG.

a) EmkUpwaon Twv amoteAsoudtwy T evioyvonc OTikoU Kal Tou Apvntikou Mdptupo

Ta ofuato $pOBopLoUoU TToU eKMEUTIOVTAL OO TA TTPOLOVTA evioxuong Twv 3 TUnwv HPV udnAol kwvéuvou (HR HPV
PCR Mix) kat tou IC (B-globin PCR Mix ) otnv avtidpaon evioxuong Oetikou (HR HPV) kat Apvntikol Maptupa
avaAlovtal Kal epunvelovtal amno To Aoyloptkd ELITe InGenius® pe TG mapa£Tpoug mou nepthapufavovtal ota Assay
Protocols (MpwtdkoAa AvaAuong) “Ulisse HPV Mix_PC_00”, “Assay_Ulisse Bglobin Mix_PC_00", “Ulisse HPV
Mix_NC_00" kat “Assay_Ulisse Bglobin Mix_NC_00".

Ta amoteAéopata evioxuong Tou BeTkoU Kot ToU apvnTikol HApTupa, Ta onola elval CUYKEKPLUEVA yLa TNV TtapTida
TOU avtLdpactnpiou evioxuong mou xpnotponotitnke, kataypddovrtat otn Baon Sedouévwy (Controls). Mmopouv
va ipoPANnBoUv kat va eykplBouv amod to appddio mpoowriko wg "Administrator" (Aloxelplotng) i "Analyst"
(AvaAutnc), akoAouBwvtag TG odnyieg Tou GUI.

Ta amoteAéopata evioxuong Tou OeTikol Kot Tou ApvnTikoU Mdaptupa, To omoia elval GUYKEKPLUEVA yLa TNV TtapTida
Tou avtidpaoctnpiou evioxuong, Afjyouv Leta anod 15 nuépeg.

Ta anoteAéopata TNG eVioxuong OETIKOU Kol ApvnTikou MAapTtupa XPNoLUOTOLOUVTAL Ao TO AOYLOMLIKO TOU 0pyAvou
yla tn pubuion twv "Control Charts" (Staypaupdtwv ehéyxou) ta omoia eAéyxouv tnv emiboon tTwv Pnudtwv
evioyuong. AvatpéEte oTo eyxXeLpiSLlo XprioNg TOU OPYAVOU YLO TTIEPLOCOTEPEG AETITOUEPELEG.

Inueiwon: Katd tnv €yKpLon Tou amoTeAECMATOC TG EVioxuong Tou Oetikol Mdaptupa, yla tnv enaAnBeguchn g
aflomiotiog Tou yovoturikoU mpoadloplopou eival anapaitnto va eheyxBouv ta ypadripata tng KAUmUAng TEng Twv
HypaTwy otnv avadopa tng e€€taong. OL Bepuokpacieg tTENG (TM) TOU TIPEMEL va TTOPATNPOUVTAL OTOV OETIKO
Mdaptupa mapatiBevral otov mivaka pe titho "Positive Control - Melting temperatures observed on ELITe InGenius®"
(@eTiko¢ Maptupag - Beppokpaoieg TENG Mo mapatnpouvtat oto ELITe InGenius®) mou mapouctlaleTal mapakaTw.
Mo évav afLomLoTo YoVOTUTILKO TIPOCSLOPLOO TIPETEL VA aviXVeEVUOVTOL TOUAAXLOTOV SUO amo TI§ TPELG KOPUDEG THENG
Tou Oetikol Maptupa mou efetdotnke Pe to HR HPV PCR Mix kat n kopudn téng tou Oetikol Mdaptupa mou
efetaotnke e to B-globin PCR Mix.

Inueiwon: otav To amoTEAEoHA TG evioxuong Tou Oetikol N Tou ApvNnTlkoUu paptupa 8ev mAnpol ta Kplripla
anodoyng, otnv 08o6vn "Controls" (EAeyxol) epdaviletal to privupa "not passed” (6ev €xel mepaotel) kat dev eivat
Suvatn n €yKpLor Tou. ITNV MEPLMTWON auTh, N avtiépaon evioxuong Tou BETIKOU 1} TOU 0pVNTIKOU LAPTUPO TIPETTEL
va enavaindOet.

Znueiwon: otav o BeTKOC LAPTUPAC /KAl O APVNTIKOG HdpTupag ekteAeital pall pe dsiypota mpog e€étaon Kat to
QMOTEAECUA TOU Elval dkupo, oAOKANPN n cuvedpla elval Akupn. ZTNV MEPIMTWON AUTH, TPEMEL va emavaAndBel n
avtidpaon evioxuong OAwv Twv SelypaTwy.
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Octikoc Maptupac - epuokpaoisc thénc mou nmapatnpouvvtat oto ELITe InGenius®

ZT0X0G OETIKOU Eupog Beppokpaciag ti§ng °C

PCR Mix

Mdaptupa anod €wg

HPV68 72,0 73,3

HR HPV PCR Mix HPV56 79,4 80,1
HPV18 85,6 87,0

R-globin PCR Mix R-globin 75,2 77,0
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6. Emkupwaon Twv anoteAsouatwy tou Seiyuaroc

Ta oipata ¢Boplopol o eKMEUMOVTAL aTtd Ta TpoidvTa evioxuong twv 14 tunwv HPV unAol kivduvou (uiypa HR
HPV PCR Mix) kat tou IC (B-globin PCR Mix ) otig avtlépAoelg evioxuong Twv SelypdTwy avaAlovtal Kal epnvevovtal
artd TO AOYLOLLKO TOU OPYAVOU LIE TIG TIOPAUETPOUG TTOU TIEPIAAUBAVOVTAL OTO TPWTOKOAAO avAaAuaong.

Ta anoteAéopata epdavifovral otig avadopég mou apayet to opyavo "Result Display" (Epudavion amoteAeopdtwy).
H avaAuon propel va eykplBel 6tav mAnpouvtal ot SUo polmoBEcelg mou avadEpovTal 6TOV MAPAKATW TIVOKA.

HR HPV @etikdc Mdptupag “Ulisse HPV Mix_PC_00” APPROVED (EFKPIOHKE)
HR HPV Oetikdg Mdptupag “Assay Ulisse Bglobin Mix_PC_00" APPROVED (ETKPIOHKE)
Apvntikog Maptupag “Ulisse HPV Mix_NC_00" APPROVED (ETKPIOHKE)
Apvntikog Maptupag “Assay Ulisse Bglobin Mix_NC_00" APPROVED (ETKPIOHKE)

Mo kaBe deiypa, To AMOTEAECHA TNG AVAAUCNC EPUNVEVETAL Ao TO cUOTNUA OMw Kaboplletal anod tov ahyoplBuo
TOU AoylopikoU ELITe InGenius® Kat TI¢ mTapauéTpous TOU TPWTOKOAAOU avaAuonc.

Ta mBava PnvULOTA AMOTEAECUATWY eVOG SelyaTog MOpaTiOeVTAL OTOV TAPAKATW TVAKAL.
AnotéAeopa Seiypatog pe

Eppnveia

HR HPV PCR mix

‘Evag 1) meploootepol tumol HPV udnAol kivéuvou
aviyvevovtal e umoloylopévo Ct. EAéyéte ta
anoteAéopota Tm yla Tov yovoTuTo.

To O&elyua €xel ampoodioplotn T Ct kol
umoAoyLopévn T Tm. To delypa eival apvnTiko
WG 1pog tov HPV.

To &elypa €xel ampoodioplotn tun Ct kot  pn
umtoAoyLopévn T Tm. To delypa eival apvnTikod
WG 1pog tov HPV.

H eykupotnta tou Selypatog efaptdtal amo tnv
T Ct tng B-odatpivng kaL tTnv TR Tm Tmou
Aappavetal.

HPV: DNA Detected Check Tm result
(HPV:DNA AvixveuBnke EAéyEte To amoteAéopa TG Tm)

HPV: Check Bglobin Mix result
(HPV: EAéyEte To amotéAeopa Tou piypartog B odatpivng)

AnotéAeopa deiypatog pe piypa PCR B-adatpivng (B-globin EDNI e

PCR Mix)

To delypa €xeL tiun Ct R-globin xapnAdtepn anod 30,
TR Tm RB-globin evtdg tou elpoug anodoxng. To
Selypa elvat €ykupo.

Bglobin: DNA Detected Tm within range
(Bglobin:DNA AvixveuBnke Tm gvtog eUPoOUG)

Bglobin: DNA Detected Tm out of range-Retest Sample To belypa £xel Tiun Ct B-globin xaunAdtepn amnoé 30
(Bglobin:DNA avixveBnke Tm eKTOG EUPOUC - EMAVEEETAON aMd TR Tm ektdg tou gupoug amoboxng. To
Seiyparog) Selypa givan pn €ykupo.

Invalid — retest the sample To Selypa €xeL tiun Ct B-globin peyaAitepn amd 30.
(Mn éykupo - emaveéetaon delyuatoc) To belypa elvat pn éykupo.

Ta Betika Selypata HPV avadépovrat wg "HPV:DNA Detected Check Tm result" ano to Aoylopiko ELITe InGenius®.
TNV TEePIMTWOoN auUTH, O YOVOTUTIKOG TMPOCaSLopLopog TIPEMEL val aflohoynBel HeTd TNV €KTEAEON, €AEYXOVTAG
XElpOKIvNTA TIG TLEG Tm Tou AapBdvovtad.

Eav n twun HPV Ct €xel umoloylotel kat to deiypa avadépetatl wg "HPV:DNA Detected Check Tm result" and to
Aoylouikd ELITe InGenius®, aAAd ot TIHEG Tm Sev €xouv UTOAOYLOTEL, N avaAuon TNG KaumuAng Sidomaong dev
T(POYULATOTIOLONKE QAMOTEAECUATIKA AOYyw TPOPANUATWY e To Selypa (MeTadopd avacoToOAéwv oTo €KAOUULO N
napoucia dMwv mapepBarropevwv SNPs), yeyovog ou pmopel va mpokalécel eodalpéva amoteAéopata. TNV
nepintwon auth, to Selypa MpEMeL va emavefeTaoTel.

Ta delypata pe ampoadioplotn Tur Ct yia tov HPV-otoxo, He 1 xwpig €éva umoloylopévo Tm, avadépovial wg
"HPV:Check Tm and Bglobin mix result" ané to Aoylopiko ELITe InGenius®. Ztnv nepintwon auth, To deiypa Bewpeital
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apvnTko yla HPV. H eykupdtnta tou Selypatog e€aptatal amd tnv tun Ct B-globin (tng B-odatpivng) kat tnv tun Tm
mou AapBavetal. ITnV MEPIMTWON AUTH, €AV TO QVTLOTOLXO ATOTEAECHA Tou AauBdavetal pe to R-globin PCR Mix
avadpépetal we "Bglobin: DNA Detected Tm within range" and to Aoylouikd ELITe InGenius®, to Seiypa Bewpeital
£€YKUPOL QPVNTLKO.

Ta anoteAéopata Twy Selypdtwy ywa tn R-globin-otdyxo mou avadépovrtal wg "Invalid - Retest Sample"(Mn €ykupo -
Enaveéétaon Seiypartog) anod 1o Aoylopikd ELITe InGenius Sev ival KatdAANAa yLa TV eppnveia TWV ANMOTEAECUATWV.
Y€ aUTN TV Ntepintwon, To avBpwriivo DNA tou deiypatog Sev avixveUOnKe amoTeAEOUATIKA AOYw TPOPBANUATWY OTO
otadlo g evioxuong r tng ekxUAwoNG (amokodounon tou DNA, anwAela DNA katd tnv ekxUAon, petadopd
QVOOTOAEWV OTO EKAOULO 1) N emapkrG moodtnta DNA oto delypa), yeyovog mou pmopei va mpokaAéoel eadaApéva
anoteAéopata. Otav o OyKOG ToU EKAUOUEVOU €lval EMOPKNG, TO SelyUa TTOU EKAVETAL UTTOPEL VAL EMAVEEETAOTEL LECW
pLag e€€taong evioxuong os Asttoupyia "PCR Only". Ze mepimtwon deUTEPOU N €YKUPOU amoTeAéopATOC, To Selypa
npénel va emaveletootel ekvwvtoag amd tnv ekYUMON €vOC VEOU KAAOUATOG/Selypatog XpnoLponowwvtag t
Aettoupyia "Extract + PCR".

Inueiwon: ta anoteAéopata mou AapBavovtal pe auTr T SOKLU TIPEMEL va epunvelovtatl AapBdavovtag urtodn oAa
Ta KAWVLIKA SeS0pEVA KOL TA AMOTEAEOATA GAAWVY EPYAOTNPLOKWY EEETACEWY TIOU adopolV Tov aoBevn.

Inueiwon: otav eyKplVETE TA AMOTEAEOUATA TNG AVAAUONG, va EMOANBEVETE MAVTA TO ATIOTEAECHA TOU OPYAVOU,
eAéyxovrag ta SLaypApHaTa TWV KAUMUAWY thENg otnv avadopd tng e€taong. Ot Beppokpaocies TG (Tm) kaOe
yovotuntou HR HPV otnv avaluon TPEMEL va AVTLOTOLXOUV OTLC KOpUDEG Tou epdavilovtal ota Slaypappata
KAUTTUANG THENG (BA. tivaka TopakAaTw).

Ta anoteAéopata Twv avaAlloewv Twv Selypudtwy amobnkevovtal otn Bdon dedopévwy kat, epocov eival Eykupa,
pmopouv va eykplBouv (Result Display) (Eudadvion amoteAeopdtwv) amd Tto €£0UCLOGOTNUEVO  TIPOOWIIKO WG
"Administrator" (Awoyxelplotric) n "Analyst" (AvaAutnig), akoAouBwvtag Tig 0dnyieg tou GUI. Amo to mapaBupo "Result
Display" elval Suvatn n ektimwon Kol n anobrKkeuon TwV AMOTEAECUATWY TNG avAAucong tou Selypatog wg "Sample
Report" (EkBeon deiyparog) kal "Track Report" (EkBeon mapakoAoubnong).
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Mivakac yovotuniwy yia to ELIte InGenius®

HR HPV PCR Mix

Tomoc HPV : Oeppokpaoia TRENG °C :
ano WG
HPV68 72,0 73,3
HPV59 73,4 74,0
HPV66 74,2 75,2
HPV16 76,0 77,0
HPV35 77,3 78,3
HPV31 78,5 79,2
HPV56 79,4 80,1
HPV52 80,2 80,5
HPV39 80,6 81,0
HPV58 81,1 81,7
HPV51 81,9 82,3
HPV45 82,4 83,0
HPV33 84,8 85,4
HPV18 85,6 87,0

X Oeppokpaocia t§ng °C

Target (2toxog) prs S
R-globin 75,2 77,0

y. Ava@opd anoteAsoudtwyv deiyuatoc

Ta anoteAéopata TG avaAuong tou deiypatog anobnkevovtal otn Bacn Sedopévwy Kal puropolv va e€axBouv wg
"Sample Report"(EkBeon Seiypartog) kat "Track Report"(ExkBeon mapakoAouBnaong).

To "Sample Report" (EkBeon delypatog) eudavilel TIq ASMTOUEPELEG LG EETAONG TAELVOUNMEVEG OVA ETUAEYUEVO
Selypa (SID).

To "Track Report" (EkBeon mapakoAolBnong) mapouctalel TIg AeMTOUEPELEG ULog e€€Taong ava eiAeyuévo Track.

To "Sample Report"(EkBeon deiypatog) kat to "Track Report"(ExkBeon mapakoAolBnong) unopouv va ektuntwBouv Kot
va untoypadouv amnod e€oucloSoTNUEVO TTPOCWTTLKO.



Avtipetwrion MpofAnpatwy yia to ELITe InGenius®

Tumnog
Selyparog

NpoéBAnpa / ZdaApa

MBavr) Attia

SdpaAua pubulong
opyavou.

EAéy€te tn B€0n tou piypatog PCR HR
HPV Mix kot tou BeTikoU paptupa.
EA€y€te Toug Oykoug Tou piypatog HR
HPV PCR Mix koL Tou BeTIkoU paptupa.

OeTIkOg Mn éykupn avtibpaon Betkol Amo86pnon Betkou XPNOWOTOLAOTE HLOL VEX TTOGOTNTA
paptupag paptupa paptupa. BeTKOU paptupa.
Amodoéunon piypatog XPNOLUOTIOLOTE L VEQ TTIOoOTNTA TOU
PCR. wiyportoc HR HPV PCR Mix.
, , Emwkowwvnote e tnv Texvikn Yiinpeoia
2¢dua opydvov. ¢ ELITechGroup.
EAéyéEte tn B€on tou piypoatog HR HPV
Séhpio pUBHLONC PC’R Mix ko rf)u apvnnxong paptupa.
0py&vou. EA€y&te Toug Oykoug Tou piypatog HR
HPV PCR Mix koL Tou apvntikoU
uaptupa.
ErupdAuven tou XPNOLUOTIOLOTE [La VEQ TOoOTNTA
opvNTLkoL HapTupa. MBG vepou
Apvntikog Mn €ykupn avtibpacn apvntikov EmuuéAuvon Tou XpNOLUOTIOLAOTE Ui VEQ TTOGOTNTA TOU
udptupag Haptupa piyparoc PCR. piypocog HR HPV PCR Mix.
Eruydhuvon T Béonc KaBapiote TIg ET[L(b(’lVSLEF ue udatka
. , QTOPPUTTAVTLKA, TTAUVETE TLG
€kUALONG, TwV padLwv , , .
, £PYAOTNPLOKEG TTOSLEG, OVTIKATALOTIOTE
(Racks) f tou Inventory , ,
Block TOUG SOKLUOOTIKOUG CWANVEG Kol T
) pUYXN TIOU XPNOLUOTIOLOUVTAL.
, , Emwkowwvnote pe tnv Texvikn Yiinpeoia
2¢da opydvov. ¢ ELITechGroup.
EAéy€te tn B€0n tou piypatog PCR HR
SPpaAua pubulong HPV Mix kot tou Selypatog.
opydvou. EAéy&te Toug Oykoug Tou piypatog PCR
HR HPV Mix kat tou dgiypatog.
Amodoéunon piypatog XPNOLUOTIOLOTE L VEQ TTOoOTNTA TOU
PCR. wiyportoc HR HPV PCR Mix.
BLoAoyLKko Mn éykupn i acadrg avtiSpaon NapepBalOHEVEC EnavahdBete v gvioxuon Ke apatwon
Aei el , , 1:2 o MBG vepO ToU EKAOUOUEVOU
Elypa ELYHOTOG ouoieg oto deiypa. , , . B "
Selyparog og pia avaiuon "PCR only".
EnavaAaBete tnv ekxUALON KaL TV
Mn enapKng mocotnTa evioxuon pe éva véo KAAoua Tou
DNA oto beiypa. Selyparog oe pa avaiuon "Extract +
PCR".
, , Emwkowwvnote pe tnv Texvikn Yriinpeoia
2¢da opydvov. ¢ ELITechGroup.
Mok | et 116 s
N.A. IddApa 30103 OUYKEVTPWON OTOXOU OTO ELyiITos LE ap n- .
P ekhouodpevou Selypatog oe MBG vepd
yua. o€ pa avaAuon "PCR Only".
TH Sbdhua, Aeiypa e un ET[G.VGJ\QIBETS mv avnép')acn evioxuong
, . Tou delyparog pe apaiwon 1:10 tou
N.A. SDM 2bdAua, puotodoyiks oxrua ekAovopevou Seiypatog oe MBG vepd
Ct Zdahpa SlaypappaToc. H YHOTOG P

o€ pa avaAuon "PCR Only".
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I Awadwkaoia yia HYRIS bCUBE™

H Swadwaoia xpriong tou HPV Selfy HR pe to HYRIS bCUBE™ amoteheitatl and evvéa BAuata:
A. amopdvwon VouKAgikoU o&€og.
B. PuBuion "Recipe" (20vBeon).
. POBuon tng avdAuong bAPP™,
A. POBuon tou duotyyiou.
E. Mapaokeun Twv pLypdtwy evioxuong PCR.
Z. Zuvopuoloynon mhakwv PCR.
H. Evapén t¢ avaiuonc.
O. Epunveilo Twv amoteAECUATWY TWV SOKLUWV.
I. TMolotikdg €Aeyxog.

A. Antoplévwon VoUuKAEikoU o&£og.

Alddopol KATOOKEUAOTEG SLABETOUV KIT QMOUOVWONG VOUKAEIKWY ofEwv. XPNOLUOTOLROTE T OwoTH moodtnTa
Selypatog oludwva e To TPWTOKOAAO TIOU XpnoLlomoleital. Ta akoAouBa KIT amopdvweong £Xouv emkupwBel ya
Xpron ue to HPV Selfy HR.

a. [postowaoia tpaynAikwyv SelyudTwy KUTTapoAoylac uypnc eaonc

Mpwv amo tnv npoenegepyoaoia pe to Ulisse Faster DNA f tnv ekxUALon DNA, ta TpaxnAlkd KUTTApoAoyLIKa delypata
Tou €xouv anoBnkeutel oto Thin Prep® MpEMEL va TPOETOLUAOTOUV ONWE UTTOSELKVUETAL TTAPAKATW:

- Avabdelote pe avadeutrpa tumou vortex to ¢laAidlo Thin Prep® yia touAdylotov 30 SeutepOAemta yla va
oloyevomoLnoete to Selyua.

- Metadépete 1,5 ml tpaxnAkol deilypatog kuttapoAoyiag uypng daong amo to apxtko ¢laiibio Thin Prep® ot
owAnvaplo Eppendorf 1,5 ml.

- Quyokevtprote To cwAnvaplo ota 9.000 g yia 3 Aemtd.

- Adaipéote to UTEpKEiEVO LYPO XELPOKIVNTA LIE TNV TIUTETA, TTPOCEXOVTOC VA NV OVAPPODr|CETE TO KUTTAPLKO
{lnua. Ta mAeovalovta umoAsippata tou dtalupatog Thin Prep® umopouv va POKOAEGOUV TNV OVACOTOAN TNG
akdAouBnc avtidpaong PCR.

- MNpoaoBéote 1 ml StoAUpatog 1x adatouyo Stahupa dwodopikwy aldtwy (Phosphate Buffered Saline) (PBS) oto
KUTTAPLKO ({Npa Kol QVaKLVAOTE To CwANVAPLO oTov avadeuThpa TUTIOU vortex yia TouAdylotov 30 SsutepdAenta.

- ®uyokevtpnote To cwAnvaplo ota 9.000 g yia 3 Aemtd.

- AdalpEoTe TO UMEPKEIUEVO UYPO XELPOKIVNTA E TNV TILTETA, TIPOCEXOVTAG VA LNV avappodnoeTe TO KUTTAPLKO
{Gnpa.

- Emavawwpriote og 80 pL MBG vepo (molecular-biology grade water).

Ta enefepyaocpéva Selypata pmopolv twpa va umoPAnbouv oe mpoenefepyaocia pe Ulisse Faster DNA i va
EKYUALOTOUV WE KIT eKYUALoNG DNA cUpdwva UE TIG 06NnyLleEG TOU KATAOKEVAOTH TOUG.

6. [pocstowuaoia TpaynAlkwy Kot KOATIKWY EMYPLOUATWY

Mpw amnd tnv npoemnegepyacia pe to Ulisse Faster DNA f tnv ekxUAlon DNA, ta Seiypata KoAmikou 1 tpaxnAtkol
ETYPLOMATOC TIPETEL VO EVALWPNBOUV EavA OMWE UTTOSELKVUETAL TTIOPAKATW:

- XpNOLUOTIOLNOTE Jla TUWITETA Pe pUYXOoG(tip) piag xpriong yia va petadépete 2 mL MBG vepoU 0To GWANVAPLO TWV
5mL.

- BuBiote 10 OTUAEO e TO Sely o 0TO VEPO JUE IO OELPA ATTIO YPHYOPES KATAKOPUDEG KLV OELG- EV CUVEXELQ KOl XWPLG
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va PBublotel, meplotpeéPte TO OTUAEO MLEIOVTIAC TO OTA TOLXWHOTO TOU OWANVA, WOTE va SLEUKOAUVOEL n
arob£oeuan 600 To SuVATOV TTEPLOCOTEPOU UALKOU.

- Opoyevorolote To evalwpnua avaSeUovidg To oe avadeutrpa TUmou vortex yla 10-20 SeutepOlemta Kot
erupepatlwote OTL Sgv UTIAPXEL OpATO TNUaL.

- Ta €tolua Selypata pmopolv Twpa va untoPAnBouv oe npoenefepyaocia pe Ulisse Faster DNA 1| va ekxUALOTOUV UE
KLT ekXUALONG DNA ocUpdwva pe TIg o8nyleg Tou KOTAOKEVOOTH TOUG.

Y. JuuBata KIT amouovwaong

Ta ak6AouBa KLT amopovwaong €Xouv emkupwBel yla xprion pe to HPV Selfy HR:
- QlAamp® DNA Mini Kit (Qiagen, Inc.; kwdkdg #51304).
- Reliaprep™ Blood gDNA Miniprep System (Promega, Corp.; kwSikog #A5082).
- Ulisse Faster DNA (Ulisse Biomed, S.p.A.; kwdikog #UBMO0014).
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B. PUOuon "Recipe"

1. Avoi&te to mpoypappo eptynong kot avalntrote https://bapp2.HYRIS.net.

2. >uvbeBeite oto HYRIS bAPP™ gruléyovtag tn xwpa (.. « Eupwn») kot ELodyovTa To OVOHO XPHoTh KAL TOV KWS KO
npocBaong.

3. Kavte kAk oto pevou "Recipes".

4. Kavte KAk oto "New Recipe" (Néa Z0vBean).

5. JupmAnpwote 0Aa ta media yia va puBuicete tn ouvBeon e TIg TAnpodopieg mou avadEpovrol MopoKATW.

6. Ovopdote T ouvOeon e €va Lovadiko GVOLLA VLA VAL TN CUCXETLOETE |LE TO KLT TTOU XPNOLUOTIoLE(TAalL, yia TopASELyUa
«Ulisse BioMed — UBMO0013 — HPV Selfy HR».

Napdpetpot yia tn pUOULON ThE oLVOeOoNG:

Detection channel

T Yes/No (Nat/6xu) Intensity (Evtaon) Exposition (EkBeon)

Yes (Na) 100%

Well type (TUnog BoBpiouv)

Name (Ovopua) Description (MNepypacdn)

HR HPV PCR Mix 14 HR HPV
-globin PCR Mix b-globin

Sample type (TUnog Seiypatog)

Name (Ovopua) Description (Mepiypadn)
PCHR OeTIkO6G Maptupag
NC ApvnTikog Maptupag
Sample Asiypa
Step bAPP™ Data
. recipe Time Temperature  collection
LGP (BApa bAPP™ (Xpévog) (@eppokpacia) (ZuAdoyn
cuvBeong) Aedopévwv)
Evepyomoinon moAupepdong BNua otaes!)nq 30 sec 98,0 °C -
Oepuokpaociag
PCR Amnodiataén 5 sec 98,0 °C -
Enavasidragn EnavorGBete | givion PCR | 10 sec 61,5°C -
- 36 KUKAOUG

Erupnkuvon 5 sec 72,0°C yes (vau)

Anodbiataén BNua otaes!)nq 15 sec 95,0 °C -

Melting Bepuokpaociag
curve | Evapén téng 60 sec 60,0 °C -
K OA : 5¢ o ™én
( a'urtu N | BeAuotog p’ueuoq'auﬁnonq’tnq 3 0,033°C/ sec yes (vai)
™énc) Beppokpaociag/xpdvo evuddtwong
Téhog Téng 1 sec | 95,0 °C -

Mo tn puBULoN T dLataéng tou ductlyyiou kat tnv urmtoBonBoUpevn EpUNVELQ TWV ATMOTEAECUATWY, AVATPEETE OTO
eyxepidlo odnywv tou HYRIS bAPP™,

3 N va emmiteuyBel akpBAC YyOVoTUTTIKOS TTPooSLopLopdg Twy tuTwy HPV mou umrdpyouv oto Seiyua, pubuiote to
pubuo6 avénong tng Beppokpaciag <0,2°C (n BéAtiotn avénon sivar 0,1°C).
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r. POBuon avéAuong bAPP™
1. YuvSeBeite oto HYRIS bAPP™ (https://bapp2.HYRIS.net) pe dvopa xpriotn Kot kwSKO tpdopacng.

2. ZEKWVAOTE ULa vEa avaluon amo To pevol Analysis (Avaluon) kdavovtag KAk oto "Create analysis" (Anuioupyia
avaiuong).

3. ZuumAnpwote T oeAiba "General Information" (M'evikég mAnpodopleg):
- Ovoua tTng avaAuong.
- Nepypadn (maptiba ToU KIT).
4. Emlé€te To Use Custom Recipe (Xprion mMpooappoopévnG cuvtayng).
5. Emé€te tn ouvtayn amno To avantucoopevo pevou: Ulisse BioMed — UBMO0013 — HPV Selfy HR.

o

Kavte kA oto “Continue” (Zuvéxela) yla va GUVEXLOETE.

PUOuLON TOU ducLyyiou

EruAé€te tov TUMO Tou duolyylou HeTall Twv Slatdfewv 16 Kal 36 KOAWUATWV.

NP DB

Mo kaBe delypa, ocapwaote i MANKTPOAOYNOTE TO AvVAYVWPLOTIKO delypatog oto nedio "Sample Name" (Ovopa
Selyparog).

3. Otav oAoKANPWOETE TNV ELCOYWYI TWV OVAYVWPLOTIKWY, Ttatrnote "Continue" (Zuvéxela).

4. EAéy€re tn Béon tTwv Selypdatwy otn datan tou duatyyiou.

5. AmoBnKeUOTE TNV OPXLKOTIOLNMEVN AVAAUGCH YLO 0pYOTEPQ, CUPOVTAG TOV EMAOYEN TTAVW artd To Kouprtt "Finish"
(TéAog).

6. EmAé€te "Save" (AmoBnkeuon).

InMeiwon: ouviotatal va TauTileTe Pe To KOKKLVO Xpwia ta BoBpia mou mpoopilovtal yla toug Oetikolg MApPTUPES
(éva yla kaBe piypa) kat pe to Uihe xpwpa ta Bobpia mou mpoopilovrat yia Toug ApvnTikoug Maptupeg (éva yla kabe
ivpa).

Inueiwon: AuTo Tto KT ivat cuppatd e puciyyla 16 kal 36 KOMWHATWV.
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E. MNpogtowuaocia tou piypatog evioxuong PCR

Ao uéte ta avuibpaotripla o Beppokpaocia Swpatiou (~ + 25 °C) ya 30 Aemtd. Avakatéte amald, GuyoKevTpriote
TO MEPLEXOUEVO YLa 5 SeutepoAemta. Katd tn SLdpKeLa Tng mPoeTolpaciag, Slatnprnote OAa Ta avtlSpaoTrpLa O TTAYO.

Mpoetolpdote Vo cwAnvapla oAunpornudeviou 1,5 ml, Ta omoia Ba meptéyouv to piypua HR HPV PCR Mix kal to
uiypa B-globin PCR Mix avtiotolya- eMLONUAVETE T CWANVApLa e aveEltnAo onuadt.

Mpogtoludocte to piypa HR HPV PCR Mix kat to piypa B-globin PCR Mix : yia kaBe g€€taon, cuvdudote ta akoAouBba
OUOCTOTLKA TIOU ETIAPKOUV yla ToV apLOPo Twv SEYUATWY TIOU TPOKELTAL Vo £EETACTOUV OUV £va OETIKO Kal £val
ApvnTtiko Maptupa. OAot ot dykol mepthappavouy 10% mAsovacpo Aoyw odAALATOC TIUTETOC.

HR HPV PCR Mix

Avtibpaoctrplo ‘Oykog ava deiypa i paptupa [Oykog yia 'n" deiypata ouv 2 HAPTUPES
Reaction Mix (DNA) 12,00 pL 13,20 x (n + 2) pL
MgCI2 25mM SidAupa 0,60 pL 0,66 x (n +2) pL
HR HPV mix 5,40 pL 5,94 x (n+2) uL
ZUVOAKOG Oykog 18,00 pL -
AvtiSpaotrplo ‘Oykog ava deiypa i paptupa [Oykog yia 'n" deiypata cuv 2 HAPTUPES
Reaction Mix (DNA) 12,00 pL 13,20 x (n +2) uL
MgCl; 25mM Siadhupa 0,60 pL 0,66 x (n +2) uL
B-Globin mix (Miypa RB-cdatpivng) 5,40 uL 5,94 x (n+2) uL
YuvoAikog Oykog 18,00 pL -

310 TéAo¢, avapueifte apyd neplotpédovtag To cwAnvaplo TouAdxlotov 10 popég, anodelyoviag To OXNUATIONO
ducaAidwy.



Z. IuvappoAoynon nAakag PCR

lepiote 18 plL piypatog HR HPV PCR kat 18 pL piypatog PCR B-odalpivng yla kaBe deiypa oe Svo Eexwplota
KOWAWHATA.

lepiote 2 uL amnod kabe Broloyko deiypa (S1, S2, S3, k.Am.), amd tov Oetikd Maptupa (PC) kat amd tov ApvnTiko
Maptupa (NC) Suo dopsc : pia dopa oto BoBpio pe To HR HPV PCR Mix kat pia ¢opd oto Bobpio pe to B-globin PCR
Mix, OTwG¢ UTIOSELKVUETAL OTO TAPAKATW OXNUQ, OToU To Hiypa HR HPV PCR umtoSelkvUETaL Pe UITAE KOl TO piypa B-
odatpivng PCR pe kitpwvo (Ekova A yla duaiyylo 16 kolhotrtwy, Elkdva B yia puaciyylo 36 KothotTwv).

JTeyavomnolote tnv mMAdka PCR xpnotionoltwvtag KAtaAANAEG AUTOKOAANTEG TaLvieg, oUUbWVA LE TG 0dnyleg Tou
katackevaoth.ToroBetrote To dpuaiyylo oto HYRIS bCUBE™,

Inueiwon: Mn XPNOLUOTOLEITE KOl QUTOKOAANTN MeUPpdvn mou &ev meplAauBAveTaL OTn OUOKeELAGia TwV
duolyyiwv mou mapéxovtat amno tnv HYRIS, S.r.l.. Mnv tonoBeteite To duciyylo péoa oto HYRIS bCUBE™ ywpig va To
£XETE MPONYOUEVWE odpayloeL e TNV AUTOKOAANTN MEUBPAVN aAoupLViou.
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. ‘Evapén t¢ avaivong
Avoligte 10 pevou «Analysis» tou HYRIS bAPP™.
EruAé€te TV apyLkomoLnpévn avaiuaon .
Kavte kA oto kouuri "Launch Analysis" (Ekkivnon avdaluong).
EruAé€te tov oelplako Kwdiko (S/N) tou bCUBE™.

Kavte KAk 0To Kou Tl «GO».

o v ks~ w N e= I

KPATLKOUG KOVOVIOLOUG.

7. Ito TtéAo¢ TN avaluong, Ta anoteAéopata epudavifovral otnv 086vn "PCR" tou HYRIS bAPP™,

2710 T€A0¢ TNG avaAuong adatpéote To puaiyylo amo to bCUBE™ kat amoppite To cUUPWVA LE TOUG TOTILKOUG KOl

OAOKANpNn n Sladikaoia meplypadetal eniong otov Mpaktikd O6nyo Xprong (Practical User Guide), mou eivat

StaBéaoluog oto HYRIS bAPPTM kat oto
Kévtpo Bon@stog HYRIS https://support.HYRIS.net.

O. Eppnveia Twv AMOTEAECUATWY TWV SOKLUWV

OL KOTAYEYPAUUEVECG TILEG TOU PBOPLOUOU OTLG avTLOPACELC evioyuong TPEMEL va avaluovtal arnd To AOYLOULIKO Tou
opydvou. H avalucon 6e60UEVWV TTPOYUATOMOLEITAL LE TO AOYLOULKO TOU GUCTAOTOG TOU OpyAVOU Kal cUUdwVA LE TLG

06nyLeG TOU KATAOKEUAOTH.

Y10 téhog NG avdAuong ta anoteAéopata epdavidovrat otnv 08dvn “PCR” tou HYRIS bAPP™ "PCR" (086vn kaumuAwv
evioxuong tng avaAuong), n onoia Selyvel ta anoteAéopata yla kabe deiypa kat tov kUkAo katwdAiou (Ct).
OL TIHEG TOU HOO0PLOOU ETITPEMOUV TOV TPOCGSLOPLOUO TOU aplOUOU TwV KUKAWVY evioxuong Tou deilypatog, Tov aplbud
TWV KUKAWV KaTd tov omoio o ¢pBoplopog ¢pbdavel otnv Katwtatn Twun. Mpwv Eekvioete TV avaAuon, pubuiote to
KOTWTEPO OptLo (T KatwdAiou) dBoplopol we €A, avatpéxovtoag oto yxepidio odnywwv HYRIS bAPP™,

Miyua PCR
HR HPV PCR Mix

Katwtato 6plo
(evioxuon | kaurtoAn TAgng)
10.000 | 5.000

R-globin PCR Mix

10.000 | 5.000

OL kUKAoL evioxuong €€66ou (Ct) ekdpalovtal wg aplOUNTIKA T HeTaty 1 kot 36. EGv to amotéheoua Ct eivat
"Undetermined" (AmtpoodLoploto) onpaivel 0tL Sev aviyvelOnKe oo LEYOAUTEPO TNG TPOKABOPLOUEVNG KATWTATNG

TWA. Mo tnv eppnvela tou anoteAéopartog, avatpefte otov «livaka epunveiag yla to HYRIS bCUB

oeAida.

ETM

» OTNV €MOUEVN
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Mivakac epunveiac yia to HYRIS bCUBE™

Ct
HR HPV

Ct
B-globin
PCR Mix

Tm
HR HPV
PCR Mix

Tm
B-globin
PCR Mix

Katdota
on

AnotéAecpa

Epunveia

MNpotewouevn
EVEPYELQL

PCR Mix

SoKLUAG

QEeTIKO o€ évav

n Mpoodiopiote o
, , TEPLOCOTEPOU ovATUTIO TOU
Evtog tou Evtog tou p pous v ,
, \ i ; , Tunoug HPV Selypatog
ApBunTikn AotOUNTIKA TULA €0UPOUG TOU €VPOUG TOU Eykupn AvLXveUTnKe VPNAOD SloToLOVTa
A PLIMNTLN TR "Mivaka "Mivaka (valid) HPV ﬂ Xen Ll“ . 5
, N , N KwéUvou - tov "Mivaka
YovVOoTUTIWV yovotunwy . .
0 YOVOTUTILKOG YOVOTUTIWV yLat TO
TPOCSLOPLOUOG HYRIS bCUBE™"
eival Suvatog
Anpoodloplo Evtdg ry ektodg Mn
10 ApBuntikn Tl TOU €UPOUG ‘Eykupn \ .
- h ; QavIXveLOLUO ApvnTiKo -
(Undetermin <30 Tou "Mivaka (Valid) X HOS ovn
. " HPV
ed) yovotunwv
OQEeTIKO o€ évav
1
AviyveUTNKe TIEPLOCOTEPOUG Asice
Evtog tou HPV Ttumoug HPV X
, . , , , «AvTILETWTILON
AplBuntikn Anpoodloploto €UPOUG TOU Eykupn - vyniov .
, . N - . , , TPOPANHATWY yLa
wn (Undetermined) Mivaka (Valid) AmpoodLéplotog Kvduvou - o HYRIS
yovotunwv" (ou) 0 YOVOTUTUKOG bCUBE™s
yovotumnog(ot) TPOOSLOPLOUOG
Sev gival
Suvatog
AplOuntikn AplOunTKy TR Oetkd o€ évav
wun f
AviVeUTNKE TIEPLOCOTEPOUG Aeice
Evtog tou EKTOG TOU HPV Ttumnoug HPV X
| , , , «AvTILETWTILON
€0UPOUG TOU €VPOUG TOU Eykupn - ugnAov .
e i k . , TPOPANHATWY yLa
Mivakoa Mivaka (Valid) Anpoodildplotog KwoUuvou - o HYRIS
yovotunwv" yovotunmwv" (ou) 0 YOVOTUTUKOG bCUBE™s
yovotumnog(ot) TPOOSLOPLOUOG
Sev gival
Suvatog
ApLBur]IuKn AplBuntikn Tun Extéc Tou EVT6C ToU AEL‘E%
wun ) } , Mn AVTLLETWTILON
€0UPOUG TOU €VPOUG TOU Eykupn \ , .
"Mivaka "Mivaka (Valid) aVIXVeLOLUOG ApvnTiKo TPOPANUATWY yLa
b b HPV 0 HYRIS
YovVOoTUTIWV yovotunwyv bCUBE™»
ApLBur]IuKn AplBuntikn Tun Extéc Tou ExToc Tou AEL‘E%
TR X , Mn , «AvTlLETWTILON
€0UPOUG TOU €VPOUG TOU , AnpoodLopLotog .
"Mivaka "Mivaka evkupn HPV ) npopAnudtwy yia
, " , " (Invalid) To HYRIS
YovVOoTUTIWV yovotunwy bCUBE™»
EKTOG TOU Aeire
AplOuntikn Anpoodloploto €UPOUC TOU , Mn AnpoodLdpLotog «Avuus?wmon
A (Undetermined) "Mivaka ) eykopn HPV ) npopAnudtwy yia
, " (Invalid) To HYRIS
YovVOoTUTIWV bCUBE™»
. , Aev €xeL )
Anpoodloplo ApBunTuA TR uTtoAoyLotei / AE'I%
>30 . , Mn , «AvTILETWTILON
10 , ) €VTOG 1N EKTOG ¢ykupn AnpoodLopLotog ) TpOBANUETWY yia
(Undetermin n i Tou EVPOUG i HPV
ed) anpoobloploto Tou "Mivoka (Invalid) To HYRIS
(undetermined) . . bCUBE™»
YOVOTUTIWV

Elvat duvato va pubpiotel n umofonBoupevn epunvela TwV ATIOTEAECUATWY WOTE TO CUCTN O VAL EPUNVEVEL TIG TUUEC
Ct Twv SEYHATWY KOl TWV HOPTUPWY, KOBWE KAl TG KAUTUAEG THENG, Kal va mpoodlopllel £va amMOTEAECUA TIOU
€pUNVEVETAL OTIWG:
- ANIXNEYOHKE HPV(DETECTED HPV)
- MH ANIXNEYZIMOZ HPV (UNDETECTED HPV).

Mo va pubuioete tnv umoPonBolpevn epunvela KAl TG EPUNVEUTIKEG EMLONUAVOELS,, avatpefte otov "Mivaka
epunveiag ywa to HYRIS bCUBE™",
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H Swadikacta yia T pUBuion tng umofonBoulpevng epunveiag sivat dtabBéoun oto eyxepidio HYRIS bAPP™, otn
StevBuvon https://support.hyris.net | pmopeite va enikowwvroste pe tov €8kd cag oto HYRIS otn SieBuvon
support@hyris.net.

KaBe Selypa mou £xel €ykupo Kal BeTIKO amMOTEAECUA YLa TNV TApousia evog ) meplocotepwv TUMwWY HPV udnAol
KwwdUvou, umopel va avaAuBel mepaltépw yla va mPooblopLloTel GUYKEKPLUEVA TTOLOG 1) Ttolol Tumol HPV udnAol
KwvdUvou €xouv aviyveuBOel.

H &okwun HPV Selfy HR emutpénel tn Stakplon 14 tonwv HPV uPnAol kwvduvou, ntot: HPV16, 18, 31, 33, 35, 39, 45,
51, 52, 56, 58, 59, 66 kal 68, pEow TN avaluaong tng Beppokpaciog tEng (Tm) tou evioxupévou avalutn DNA. 2tn
Sokun HPV Selfy HR, kaBévag amd toug tumoug HPV unAol kvdUvou xopoktnplletal amo éva OUYKEKPLUEVO
Staotnua Beppokpaciog théng (Tm).

OL ouv-poAUvoelg SUo ) eplocotepwy TUTIWV HPV uPnAol kivduvou, Twv omoilwy oL KopudEC TAENG ELVAL YELTOVIKEG,
Of OPLOMEVEG TIEPUTTWOEL UTOPEL va Snuioupynoouv pia eviaio kopudn teNg petafld Twv TWHwv Tm Twv
HEMOVWHEVWY TUTIWV HPV udnAol kivduvou.

H Bepuokpacio théng Tm Umopei va EMNPeAoTEL Ao 0PLOUEVOUC TTOPAYOVTEG TIOU OXETI{ovVTaL LE TO BLOAOYLKO Selyua,
Kuplwg amnod 1o pubuLoTikd SldAupa Tou xpnotonoleitat otn péBodo amopovwaong, kabwg kal and to 6pyavo PCR.
JUVLOTATOL VO EAEYXETE OTL T OaTA Tm TIOU TIPOEPXOVTAL ATIO TOV DETIKO HAPTUPA AVTLOTOLXOUV OE EKElva TTOU
avadépovtat otov "Mivaka yovotimwy yia to HYRIS bCUBE™ " gtnv emdpevn oehiba.

H umoPBonBoupevn epunveia Kat avaAucon TOU YOVOTUTIou pmopel emiong va puBulotel ylia kdbe delypa otnv
untoBonBoupevn epunveia tou HYRIS bAPP™. Ot aptBuntikég Tiuég tou Tm mou epdavi{oviat 6Tov TapokATw Tivaka
LTOPOUV VAL CUCXETLOTOUV HE £€vav OKPLBr YOVOTUTIO KOl TO QTOTEAECHA pmopel va epdavioTel autopata otnv
evotnta “RESULTS” (AMOTEAEZMATA) tou HYRIS bAPP™ 1} o ua avadopd PDF.
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Mivakac yovotunwy yia to HYRIS bCUBE™

HR HPV PCR Mix

Téroc HPV : Oeppokpaoia TAENG °C :
anod £WG
HPV68 71,80 73,19
HPV59 73,20 73,90
HPV66 74,00 75,00
HPV16 75,20 77,00
HPV35 77,20 78,00
HPV31 78,20 79,10
HPV56 79,11 79,75
HPV52 79,76 80,09
HPV39 80,16 80,60
HPV58 80,80 81,30
HPV51 81,50 81,80
HPV45 82,00 83,00
HPV33 84,00 84,99
HPV18 85,00 86,50
B-globin PCR Mix
T : Oeppokpaoia TAENG °C :
anod £WG
R-globin 74,00 77,00
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I. Molotikog €Aeyxog

Mo TNV EMKUPWON TWV AMOTEAECUATWY TNG SOKLUNAG, Elval amapaitnto va emaAnBeuTel n eyKUPOTNTA TNG EKTEAECNC
PCR (avaAuong). Ma to okomod auto, amatteital évag Apvntikog Mdaptupag Kal évag OeTikdg Maptupag ylo Kabe
ektéAeon evioyuong PCR, tdo0 yla to piypua HR HPV PCR mix 6co kat yla to piypa B-globin PCR mix. O ApvnTikog
Maptupac xpnoLlomoleltal yia va eAeyxBel OTL KAVEVO CUOTATLKO Sev €XeL ETULUOAUVOEL e VOUKAEiKA of€a KOTA TNV
TPOETOLHACLA TWV avTLIOpAcewV evioxuong. O OeTikd¢ Mdaptupag xpnoLlomnoLeital yia tnv afloAdynon tng enidoong
™¢ avaAuong. H avaAuon Bewpeital £ykupn otav mAnpouvtal kat ot U0 akoAouBeg mpoinobéaoelc:

- 0 Oetkdg Maptupag (HPV HR) xapaktnpiletat anod kapmuAeg evioxuong oto piypa HR HPV PCR mix kal oTo piyua
R-globin PCR R-globin mix.

- O ApvnTikdg Maptupag xapaktnpiletal amd pn umapén KAUmUAwy evioxuong oute oto piypa HR HPV PCR mix oUte
oTo piypa B-globin PCR mix.

Mo P owotr avaAucn yovotuTou, eival amapaitnto va avixveuBouv Tpelg kopudEg tHENG Tou BeTikol Mdaptupa

(mou e€etdotnke pe To HR HPV PCR) Kat Tng kopudng thEng tou Oetikol Maptupa (mou eEetdotnke pe to R-adatpivng

PCR Mix ), evtog Twv Bepokpaclwv tHENG ou uToSeIKVUOVTAL TTAPAKATW:

2T0X0G OETIKOU

Ospuokpaoio Tr °C
R : PHOKP néng :

Maptupa anod €Wwg
HPV68 71,80 73,19
HR HPV PCR Mix HPV56 79,11 79,75
HPV18 85,00 86,50
R-globin PCR Mix R-globin 74,00 77,00

Eav aviyveuBel onpa evioxuong mou untepPalvel TNV KATWTATN TN yla To piypa HR HPV PCR mix fj yla To piypa PCR
R-globin mix otov Apvntikd Mdaptupa, n MAGKO OKUPWVETOL KAl N SoKLun MpEneL va emavaAndOet petda tnv e€aleudn
™G mNyng empoAuvonc. KaBapiote to xwpo npoetolpaciag tou deiypatog PCR kal emavaldPete Tn SOKLUN e VEO KLT.
BeBalwOeite OTL OL MOPAUETPOL TOU OPYAVOU £XOUV pUBULOTEL cwoTA.

Eav mapatnpnBolv avwpalieg otnv evioxuon tou OeTikol Maptupa, n TMAAKA OKUPWVETOL KoL TIPEMEL va
enavaAndBel. Ztnv mepiMTwon aUTH EMKOWWVNOTE LE TOV TPOUNBOEUTH) TOU TTPOIOVTOG.

Eav mapatnpnBouv avwuaAileg otnv KAumuAn TAENG Tou Ostikol Mdaptupa, N MAAKA eival £ykupr, AAAG 0 YOVOTUTILKOG
TPOCSLOPLONOG eV Umopel va eival aglOmoTtog. 3TNV MEPMTTWON QUTH ETMLKOWWVNOTE UE TOV MPOUNOeuTH Tou
npoilovrog.

42



Avtipetwrion npofAnpdtwy yia to HYRIS bCUBE™

Tunog Seiypatog

Mpo6BAnpa / ZhaApa

MOavn Atia

MBavni Avon

Mn €ykupog OETIKOG

2ddpa otn xprion e
TWITETAG.

Mpooéfte 6tav Slavépete avtdpaotripla ota Bobpia tng
pikporAakag(microplate).

SdaAua ovvBeong piypatog
PCR.

BeBalwBeite OTL £xeTe EKTEAETEL CWOTA TLG 0SNYLEG TTOU
nepypadovtat otnv napdypado «Mpoetolpasio Tou
piypotog evioxuong PCR ».

AKQTGAANAN amobrikeuon
avTLSpactnpiwv.

Xpnotpomnotnote éva véo KAGopa avtdpaotnpiwy r éva
VEO KLT.

Mn éykupn Sokiun:
Kapio KapmoAn
evioxuong oto HR HPV
PCR mix
Ko
Kapio KapmoAn
evioxuong oto B-globin
PCR Mix A KaurtUAn
evioxuong pe Ct > 30

OeTIkoC Maptupag Mapouocia DNase. Xpnotpomnoujote avalwotpa eAelBepa DNAse.
Madptupa , \ .. ) ) )
prupac Agev unap?(ouv KAUTTUAEG Amotuyia PCR. BeBawwbeite 6TL oL T[apap.&ltpOI.tOU opydvou eilvat
gvioxuong OWOTEG,.
SHAApa KATA TNV ELCAYWYN BeBawwbeite OTL €xeTe EL0OYAYEL CWOTA TO PUOCLYYLO OTO
Tou duotyyiou. bCUBE™ otn owotr) mAeupd.
DuoaAideg otnv avtidpaon , ET[C(\IICL)\O.BSIE ™ ,GOKLW] ,
.Slaodahifovtag otL Ba anodUyeTe TO OXNUATIONO
PCR. , s
duoalidwv oto Bobplio.
KaBapiote tnv neploxn npostopaciag PCR.
Torud emdhuvon. BEBCLI.(.UBF:IIS ot xpn?tuonotettatlenapan EE,OT[?\I.G[J.OQ
QTOWLKAG TPOCTOCLAG YLa TN HElwON Tou KvdUvou
eTMLpuoOAUVONG.
EmpdAuvon and XpNOLUOTOLOTE €va VEO KAGOUA [N LOAUCHEVWV
Mn & A ) avtdpaoctripla. avtidpaoctnpiwv.
n EVKU?OC pVNTLKOG AKQTGAANAN amobrikeuon Xpnotpomnotnote éva véo KAGopa avtdpaotnpiwy r éva
. Mdptupag , .
ApVNTIKOG ) avtdpaoctnpiwv. VEO KLT.
Mdptupag Napousia KaumuAoy Sddia 0T PRGN TG I'Iavt‘a va’a}\)\alets’puvxoq(tlp) ustcfﬁu wv Sstvp.a’twv.
, , Mpooéfte 6tav Slavépete avtdpaotripla ota Bobpia Tng
evioxuong, TUWIETAG. . :
UikporAdkag(microplateO.
SddMia GOVBEONC HiyHaToC BEBCLI.(.UG]EIIE OTL €XETE EKts’)\eost OWOTA TIG 05“\’}8@ Tou
PCR nepypadovtat otnv mapdypado «Mpoetolpasio Tou
) pilypoatog evioxuong PCR ».
SdaApa oteyavomnoiong twy Mpooéxete OTAV OTEYAVOTOLEITE TNV TIAGKA KalL
TIAOLKWV. aKoAouBE(Te TIG 06NYieG TOU KATAOKELAOTH.
AkatdAAnAo Seilypa. EnaAnBelote Tn cupPaToTNTA KAL TNV EMAPKELD TOU
Selyparoc.
AKGTaMnM,GUMOW]’ , EnavahdBete tnv anopovwaon DNA rj t cuAloyr Tou
arnoBrkeuon 1 petadopd .
, . Selyparog.
AVOTTOTEAEOUATIKOG SeLyLATWY.
YOVOTUTUKOG AKQTGAANAN amopovwon
TPOCSLOPLONAG - DNA. EnaAnBelote Tn cuppatotnTa tng amopovwong DNA.
Mn éykupn Sokiun: - EnavahdBete tnv anopdvwon DNA.
EKTOG TOU EUPOUG TOU Xnukn emyudiuvon.
"Mivaka yovotunwv" SHAAUa KATA TNV ELCAYWYN BeBalwbeite OTL €xeTe EL0OYAYEL CWOTA TO PUOLYYLO OTO
Tou duaotyyiou. bCUBE™ otn owotr) mAeupd.
DuoaAideg otnv avtidpaon , ET[C(YCL)\O.BSIE o ,GOKLM .
Staodpalifovtag otL Ba anopuyeTe TO OYXNUATIONO
PCR. , ,
duoalidwv oto Bobplio.
BLo)\lovu(o AxotdMnho Seiypa. EnaAnBelote tn OUp.B(I’TOl'r]ta KOl TNV EMAPKELA TOU
Agiypa Selyparoc.

AKQTAGAANAN cuAoyr,
amnoBrkeuon f petadopd
SelypdTwy.

EnavahdBete tnv anopovwaon DNA rj t cuAloyr Tou
Selyparoc.

AKQTGAANAN amopovwon
VOUKAgikoU o€€og.

EnaAnBelote Tn cuppatotnta tng amopdvwong DNA.
EnavaldBete tv anopdvwon DNA.

Anotuyia PCR.

BePalwBeite O6TL OL MAPAPETPOL TOU OPYAVOUL Eivat
OWOTEC,.

SHAApa KATA TNV ELCAYWYN
Tou duotyyiou.

BeBalwbeite OTL €xeTe €L0OYAyEL CWOTA TO PUOCLYYLO OTO
bCUBE™ otn owotr) mAeupd.

Quoalibeg otnv avtibpaon
PCR.

EnavahdBete tn Sokun Stacdahifovtag 6t Ba
anoduyete 10 oxNUaTopnd pucalidwv ato Bobpio.

Mapouaoia avactoAéwv PCR.

Mpoomnabrote va apoLWOoETE TO AMopovwpéVo DNA 1:5.
EnavahdBete tnv anopovwaon DNA rj Tt cuA\oyr Tou
Selyparoc.
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4. OpLa

To HPV Selfy HR aviyvelel to DNA amo 14 tumoug HPV unAou kwvéuvou (HPV 16, 18, 31, 33, 35, 39, 45, 51, 52, 56,
58, 59, 66, 68). Autr n e€€taon Sev aviyvelel DNA dAAwv tuTwv HPV. To HPV Selfy HR mapéxeL moLoTLko amotéAeopa.

To HPV Selfy HR mpémel va xpnoluomnoleital povo pe Selypata tpaxnAtkol emiyplopatog, KOATILKOU EMLXPIOUATOC Kol
TpaxnAwa Selypata kuttapoloyiag vypng ¢aong. ZUUBOUAEUTEITE TIC 06NYLEC TOU KATAOKEUQAOTH YLO TLG TEXVLKEG
nipodlaypadEg, TOUG MEPLOPLOUOUCG, TLG TIPOELSOTIOLOELG KoL TLG 08NYLeg Xpriong Twv cUoKEVWV cUAoYNG. H emidoon
™G Lebodou bev €xel aflohoynBel pe aAAoug TUTOUC SELYUATWV.

Ta amoTeAé0UATA TIOU TPOKUTITOUV AMO TO GUYKEKPLUEVO TPOLOV €€apTwvTal amd TNV KAtAAAnAn Tautomoinon,
ouMoyn, petadopd, anobrkeuon kal enefepyaoio Twv Selypdtwy. MNa TNV anopuyr e0boAUEVWY ATMOTEAECUATWY,
elval emopévwg amapaitnto va €lote MPOOEKTIKOL KATA TN SLAPKELD QUTWV TWV BNUATWY Kal vo akoAouBeite
T(POCEKTIKA TLG 08NYLEC XPrONG TIOU TTAPEXOVTAL LE TA KIT ATOUOVWONG VOUKAETKWVY 0EEwWV.

Aoyw tnG uPNANG avaAuTIKAG evaloBnotag g, N LEBodog evioxuong oe MPAYUATIKO XpOVO TIOU XpnOoLULoToLE(TaL OF
QUTO TO TPOIOV elval evaicBnTn oTIC SLACTAUPOUEVEG ETMLUOAUVOELS amo ta Betikd Seiypata, amd tov BeTikd
Maptupa Kal amo Ta (Sta mpoidvta evioyuong. OL SLaoTOUPOUUEVEG ETULUOAUVOELS TipokaAouv Peudwe BeTikd
anoteAéopota. O oxedLAoUOG TOU TPOIOVTOC UMTOPEL va TIEPLOPIOEL TIC SLOOTAUPOULEVEG ETILUOAUVOELS, WOTOOO,
QUTEG UIOPOUV va amodeuxBoUV LOVO e 0pOEC EpYOOTNPLOKEG TIPAKTLKEG KOLL LE TNV TAPNGCN TWV TAPOVTWY 08NyLWV
Xprong.

H napouocia aipatog unopet va ennpeaocel to HPV Selfy HR.

‘Eva apvnTiko amotéAeopa tou AapBavetal e autd To mpoidv onuaivel 0tL to DNA-otdxog Sev aviyveletat oto DNA
Tou eKXUALleTat amd to Selypa. Asv pnopel va amokAelotel 6t To DNA-0TOX0G €XEL XAUNAOTEPN CUYKEVTPWAN ATIO TO
0pLo avixveuong tou mpoiovrog (BAéme emidoon Tou MPOIOVTOG). ITNV MEPLMTWON AUTH, TO AMOTEAECUA UMOPEL va
elvat Peudwg apvnTiko.

ErutA€ov, Ta QmMOTEAECUATA TWV AVAAUCEWY UMOPEL VA EMNPEACTOUV Ao akatdAAnAn cuAAoyn SELYUATWY, TEXVIKA
odaApata i avapelén Selypdtwy, Kabwg Kal ano tnv napouacia MapeUPAAAOUEVWY OUCLWV.

Y€ meplmtwon ouv-poAUvVoewy, N evalobnola Tou evog oTOXoU UMOpPEL va emnpeactel anod tv evioxuon evog dAAou
otoyou.

MBavol moAupopdlopol otnv meploxy Tou DNA-0TOXOU TIOU KOAUTITETAL QMO TOUG EKKLVNTECG (primers) Kol Toug
QVIXVEUTEG(probes) Tou mpoiovtog Unopel va emnpedcouy Tnv avixveuon tou DNA-otoxou.

O emunoAaopog tng HPV Aolpwéng o évav mAnBuouod pnopel va emnpedoel tnv enidoon. H Oetikr mpoyvwotikn agla
HELWVETOL OTav e¢eTdlovtal MANBUoOoL Ke XapnAn cuxvotnTa f ATopa Xwpig kivbuvo poAuveong.

H Aolpwén amd HPV 6ev amotelel €vbelen tg mapouoiag KuttapoAoykng aAhoiwong udhniol Babuol (HSIL) 1
TPOKAPKLVLKAG evboemiBnAtakric aloiwong (CIN), oUte cuvendyetal 6t Ba avartuxBel aloiwon CIN2/3 f kapkivog.
OL TEPLOOOTEPEG YUVAIKEG TIOU €XOUV MOAUVOEel pe évav 1 meplocotepoug tumoug HPV udnlol kwduvou &ev
avarntuooouv CIN2 / 3 rj kapkivo.

‘Eva apvnTko teot HPV dgv amokAeiel Tnv mbBavotnta epdaviong kuttapoloykng aAhoiwong udnAol Babuou (HSIL)
Il TPOKAPKLVIKAG evdoemBnAlakng ahhoiwong CIN2/3 ) kapkivou. Eva pikpd mocootod TETOLWY CAAOLWOEWY KoL OYKWVY
eudaviletal og yuvaikeg mou BpéBnkav apvnTikeéG wg pog tov HPV pe Baon Tig Sltabéotpeg Texvoloyieg.

To HPV Selfy HR Ba mpémel va xpnoluomnoleital oe ouvSuaopd Ue KAVIKEG TANpodopleg amod AAEG SLayVWOTIKES Kol
TIPOCU UTTTWLATLKEG EEETATELG, LATPLKO EAEYXO KO TIANPEG LATPLKO LOTOPLKO, oUMbWVA e TNV KATAAANAN Slaxeiplon
Tou aoBevoug. To HPV Selfy HR 6ev Ba mpémel va xpnoluomnoleital wg povadikn pébBodog diayvwong kat Bepamneiag
Twv aoBevwv.

Onwg oupPaivel e kKABe AAAN SLayVWOTLKN LATPLKI) CUCKEU, UTIAPXEL £VAG UTIOAELTOKEVOG Kivouvog AavOaopévwy,
Pevdweg Betikwv kat PeUdWG APVNTIKWY QATMOTEAECUATWY TIOU Aapfdvovtal pe oautd to Tpoiov. Autdg o
UTIOAELTIOEVOG KivOuvog Sev pmopel va gfaleldBel 1 va PeEwwBel TepalTéPw. € OPLOUEVEG TIEPUTTWOELS, O
unoAeudpevog kivbuvog Ba pnmopoloe va cuPBAAEL og AavBaouéveg amodAoeLg e SUVNTLKA EMIKIVOUVEG CUVETIELEG
yla tov acBevr).

To HPV Selfy HR 8gev éxeL aflohoynBel yla tn Slaxelplon YUVOLKWY e TIPONYOUEVEG KUTTAPOAOYLKEG 1) LOTOAOYIKEG
QVWHAALEG, voTEPEKTOMN, NAKIOG KATW TWv 25 €TWV N AVW TwWV 64 €TWV, UETEUUNVOTAUCLOKEG 1 UE GAAOUG
napayovteg kwwdUvou (HIV +, avoookotaotaAuéveg, ekteBelévec oe SLalBuAecTuAeoTpOAn, e Tponyoupeva
0e€oUaAKWE HETaSI8OUEVA VooLaTal).
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5. Enidoon npoiovtog

Oha ta 6ebopéva TwV XOPAKTNPLOTIKWY EMIS00NC PoodloploTnKav e TN XPNon XEPOKLVNTNG €pUNVELOG Twv
amoteAecpdTWY Kal Tou cuotApoto¢ QuantStudio™ 5 Real-Time PCR System (Applied Biosystems, Inc). Exouv
StarotwOel mapduoleg embOoeL; and wodluvapeg uehéteg oto CFX96™ Real-time PCR detection system (Bio-Rad
Laboratories, Inc.), oto AriaDx Real-time PCR System (Agilent Technologies, Inc.), oto ELITe InGenius’ (ELITechGroup
S.p.A.) kat HYRIS bCUBE™ (HYRIS, S.r.l.).

I AvaAuTikr gvatodnoia

H avaAutikn evalobnaota ) To 6plo avixveuong (Limit of detection) (LoD) opiletat wg n XapNAOGTEPN CUYKEVIPWON TIOU
>95% Twv e€eTalOpevwy SelypdTtwy apayel Betikd anotéleopa. To LoD tou HPV Selfy HR mpoadloplotnke pe tnv
npoacdnkn mAaoudiwv HPV MARpoUG YoVISLWUOTOG O yvwaotr ouykévtpwaon. To LoD tou HPV Selfy HR eival 100
avtiypada/avtidpaon yia 6Aoug toug tumoug HPV, ektog amo tov HPV 51 (1.000 avtiypada/avtidpoon).

I AvaAuTtikn g€edikevon (Slaotavpoupevn avildpaocTikoTnTa)

H mBavr| dtactaupolpevn avitdpaotikdtnta Tng avaiuong HPV Selfy HR a&lohoynBnke pHéow SOKIUAG LG OpAdag
17 opyaviopwy (Baktnplwv, wv Kat puknTwv), 20 aAAwv turwv HPV (idlag mbavotntag uhnAol 600 Kat xapnAou
KwwoUvou) kat avBpwriivou DNA. Aev mapatnprBnke Sl00TAUPOUUEVN AVTLISPAOTIKOTNTA OE OUTH TNV opdda
naBoyovwv.

Opyaviopog Zuykévipwon AnotéAeopa | Ct
KapmuAoBaktipto tng vijotdag (Campylobacter jejuni) 10* avtiypada / avtibpaon ApvnTikO
Q610 1o Aeukdlov (Candida albicans) 10* avtiypada / avtibpaon ApvnTikO
XAapo6ia tou tpaxwpatog (Chlamydia trachomatis) 10* avtiypada / avtibpaon ApvnTikO
Kuttapopeyahoiodg (Cytomegalovirus) 10* avtiypada / avtibpaon ApvnTikO
Awodhog tou kOATou (Gardnerella vaginalis) 10* avtiypada / avtibpaon ApvnTikO
ATAGG gpninToiodg Tumou 1 (Herpes Simplex 1) 10* avtiypada / avtibpaon ApvnTikO
ATAGG gpminToidg TUToL 2 (Herpes Simplex 2) 10* avtiypada / avtibpaon ApvnTikO
HIV-1 (dsONA gag-env-pol) 10* avtiypada / avtibpaon ApvnTikO
AvBpwrivo yoviSlwpatikdo DNA (Human genomic DNA) 10* avtiypada / avtibpaon ApvnTikO
HPV6, 11, 26, 40, 41, 42, 43, 44, 53, 54, 55, 61, 64, 67, 69, 70, 71, 72, 73, 82 10* avtiypada / avtibpaon ApvnTikO
MukomAaopa Twv yevwnTikwy opyavwy (Mycoplasma genitalium) 10* avtiypada / avtibpaon ApvnTikO
MukoémAaopa Hominis (Mycoplasma hominis) 10* avtiypada / avtibpaon ApvnTikO
Neisseria flava 10* avtiypada / avtibpaon ApvnTikO
Naiooépla tng yovoppotog (Neisseria gonorrhoeae) 10* avtiypada / avtibpaon ApvnTikO
Naiooépla tng punviyyitdag (Neisseria meningiditis) 10* avtiypada / avtibpaon ApvnTikO
Qxpa onelpoyaitn r) Tpemovnua to wxpov (Treponema pallidum) 10* avtiypada / avtibpaon ApvnTikO
Tpyopovada tou k6ATtou (Trichomonas vaginalis) 10* avtiypada / avtibpaon ApvnTikO
Ureaplasma parvum 10* avtiypada / avtibpaon ApvnTikO
Ureaplasma urealytlcum 10* avtiypada / avtibpaon ApvnTikO
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I NopepBoAig

To HPV Selfy HR yxpnotwuomnolel kablepwpéveg oupPatikég uebddoug ekyUALoNG VOUKAEIKwY of€wv Kat Pe Bdon tnv
eumelpla pog pe AAAEG TTOPOUOLEG SOKLUEG, SV avapévou e apeBoAEG amo Kolveg evdoyeveig oualec.

‘Ooov adopad tnv mapeBoAr ouclwv otnv nepimtwon mou to HPV Selfy HR xpnoluomnoleital os aneuBeiag Asttoupyia
PCR peta amno npoemnefepyacia DNA pe Ulisse Faster, £xouv SlepeuvnBel ol akoAouBeg ouaoieg yia mapepuBoln. Aev
napatnpndnke kauio mopeUPoAn ylo KOATUKEG MAUGCELS Tou TeplExouv 0,2% uahoupovikd ofl, €wg kal 50%
OUYKEVIPWON- EVW TO alpo €XeL avaoToATKr LoxU Aén oe cuykévipwon 10%. AMeg ouaieg mapspPoing dev
efetdoTnKavy.

I AVOAUTLKI) QVOITAPAYWYLHOTHTA

H avamapaywypotnta/aflorotio tou HPV Selfy HR mpooSiopiotnke pe tnv avaiuon mlaoptdiwv HPV mAnpoug
yoviSuwpotog- kaBe olykplan SlevepynBnke amo Slddopouc XELPLOTEG, KaBEvag amo Toug onoloug xpnoLonoinoe
Stadopetika pnxavrpata PCR. O cuvteheotrg petapAntotntag (CV) evidg tng avaluong mou umoAoyileTal otoug
KUKAou¢ evioxuong (Ct) elvat xapunAotepog amno 5%.

I AvaAuTtikr enavoAndpotnta

O ouvteleotig petafAntotntag (CV) evtog Tng avaAuong yla tnv T Ct petprndnke og 10 emavaAnPelg SlapopeTikwy
mAaodiwv HPV mArpoug yoviSuwuatog apatwpévwy o 1.000 avtiypada / avtibpaon, ta onoia avalldnkav otnv
{6l avaiuon PCR. OAa ol guvteleotég CV eival xaunAdtepol amno 5%.

I KAwikn entidoon

H kAwwkn enidoon tou HPV Selfy HR afloloynBnke oe 98 tpaxnAika deiypata kuttapoAoyiag uypng ddaong amo
yuvaikeg nAkiag avw twv 30 etwv Kat lotoloyiog >CIN2 kat og 791 tpaxnAka deilypata KuttapoAoyiag uypng ¢aong
and yuvaikeg nAlkiag avw twv 30 €TWV, UE APVNTIKO KUTTOPOAOYIKO £AEYXO KAl TIPONYOUMEVO OPVNTIKO TEOT
MamavikoAdou. OAa ta Seiypata eiyav nponyoupévwe eleyxBel pe Digene HC2 high-risk HPV DNA (Qiagen, Inc. ;
Kwdkog #5197-1330). Autd ta Seiypata avoAubnkav pe to HPV Selfy HR petd amo ekyUALon Ue To cuoThua
ReliaprepTM Blood gDNA Miniprep System (Promega, Corp.; kwdlkog #A5082). H oxetkry guaicOnola (relative
sensitivity) Tou HPV Selfy HR og oUykplon pe to Digene HC2 high-risk HPV DNA (Qiagen, Inc.; kw&wkog #5197-1330)
Ttou mpaypatonotifnke ota idta Seiypata eivat 1,07 (87/98 HPV Selfy HR évavtt 81/98 HC2), evw n oXeTKr €L6KOTNTA
(relative specificity) eivat 0,92 (680/791 HPV Selfy HR évavtl 742/791 HC2).

‘Eva umooUvolo 144 tpoxnAlkwv OSelypdtwy Kuttapoloyiag uypng ¢aong (72 Betikd kat 72 ApvnTika)
npoenefepyaotnkav emniong pe Ulisse Faster DNA (Ulisse Biomed, S.p.A.; kwdikog #UBMO0014) kal otn OUVEXELQ
avaAuBnkav pe HPV Selfy HR- n cupdwvia petatd twv Vo pebddwv ntav 100%.

119 autoouM\eyopeva KOATIKA €Tuyplopota TIou Tpogpxoviav omo yuvaikeg pe CIN2+ kau 791 Zelvyn
OUTOCUAAEYOUEVA KOATILKA ETILXPLOMATA TIOU CUAAEXDNKAV QMO YUVAIKEG LE QAPVNTLKO KUTTOPOAOYLKO €AEYXO KoL
nponyolUeEVo apvnTikd teot MamavikoAdou avaAubnkav pe HPV Selfy HR oe olykplon pe HPV Selfy HR mou
ekTEAEOTNKE O€ LeVyN TpaXNALKWY SELYUATWY KuTTapoAoyiag uypng aong mou cuAEXBnKkav amo watpod. To HPV Selfy
HR ekteAéotnke oe ocuvbuaopo pe to Ulisse Faster DNA (Ulisse Biomed, S.p.A.; kwdikog #UBM0014). H oxetikn
gsvawoBnoia (Relative sensitivity) tou HPV Selfy gival 0,92 (96/119 oe Seiypota autoculoyng évavtt 104/119 oe
Selypata KAWIKAG oUAAOYAG), evw n oxetkn elbikotnta (relative specificity) eival 1,03 (706/791 oe Seiypota
autocUAAOYNC Evavtl 681/791 oe Seiypata KAVIKAG GUANOYNG).

I Ev8ogpyaotnpLaKK) KoL SLEPYAOTNPLOKE OVOTOPOYWYLHOTNTOL

H evSoepyaotnplakr avanapaywyluotnta tng avaiuong HPV Selfy HR mpoablopiotnke pe Thv avaAuon piag opasdag
523 aUTOGUAAEYOLEVWVY KOATILKWY ETIXPLOUATWY, Ta ormtola avaAlBnkav §Uo dopég oto iblo epyaotrpto. H
napatnpnBeioa cupdwvia ivat 96,7% ( Zuvteleotrg kappa tou Cohen - Cohen's kappa 0,882, e€atpetikn cupdwvia).
H Slepyaotnplakn avamapaywyluotnta tng avaiuong HPV Selfy HR mpoadloplotnke pe TNV avaAuon piag opasdog
451 auToGUAAEYOUEVWY KOATILKWYV ETUXPLOUATWY (€K TWV omolwv to 25% BeTikd), Ta onola avaAuOnkav amnoé Suo
avefdptnta epyactrpla. H mapatnpoupevn cupdwvia ival 90,7% (Cohen's kappa 0,739, onuavtikn cupdwvia).
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I Avvatotnta yovotunwong

Mo va aglodoynBei n tkavotnta yovotumikol mpoadloplopol tou HPV Selfy HR, 59 tuxaia emideypéva Selypata BeTikd
otov HPV Selfy HR efetdotnkav pe tn Sokipacia CLART® HPV4 (Genomica, SAU; kwdikog #CS-0215-48), n omnoia
urnopet va mapéxel minpodopieg yovoturikoU npoadloplopol. H CLART evtomnioe 88 5LadopeTIKES LOYeVELG AOLUWEELG,
evw 81 Aowuwéelg evtomiotnkav amno to HPV Selfy HR. ZuvoAika, n cupdwvia yla Tov YoVoTUTIKO TIPoadLopLlopud Tou
HPV petagt twv Vo dokipwy NTav mMoAU KoAn. I autdv Tov umonAnBuopo, n eéétaon CLART eviomioe AlyOtepeg
Aolpwéelg HPV6S8 kat HPV39 amd 6,tL n HPV Selfy HR, evw n HPV Selfy HR evtémioe Alyotepeg Aotpuwéelg HPV59 kat
HPV66. EnavaAaBape to HPV Selfy HR ota i81a SelyaTa yLa Vol EKTLUCOUE TNV OVATIOPAYWYLLOTNTA TOU YOVOTUTIOU
KoL AQBOE CNUOVTIKE WG TEAELA CUMPWVIA UE TOV CUYKEKPLUEVO TUTIO kappa oto eupog 0,73 £wg 1,00.
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6. Eneénynon cupfoAwv

Enegiynon cupBOAwY MOV XPNOLUOTIOLOUVTOL OTO EYXELPLOLO KOl TLG ETLKETEG.

s0uBoAo E§Aqynon

VD In vitro 81ayVWOTIKO LTPOTEXVOAOY KO TIPOTdY
LOT Naptida
REF Ap1B166 KaTtaAdyou

3

Xprion £wg TNV nuepounvia

/ﬂ/ ‘Oplo Beppuokpaciog
CONTROL| + Oetikog Mdptupag (PC)
CONTROL | - Apvntikdg Mdaptupac (NC)

JupPouAeuTElTE TIC 08NYLES XPrioNG

Kataokeuaotng

MepLEXEL EMOPKI TTOCOTNTA YLA <N> SOKLUEG

Q<R

Mn XpNOLUOTOLE(TE £V N CUCKEU LA £XEL UTIOOTEL {NULA KoL
oupBouleuteite TG 0dnyleg xpriong.

48



7. Emwkowvwvia

ETlkowwvnote pe Tov Tomikd aviutpoowro tng Ulisse Biomed yia BorBela.

Ulisse Biomed S.p.A.

Via Camillo Benso di Cavour 20
33100 - Udine (UD)

Italy

Yoot pEn mehatwyv & TEXVLIKI UTtOOTAPLEN: support@ulissebiomed.com

lNa eploootepeg mAnpodopieg emkovwviag entokedOeite tnv LotooeAiba www.ulissebiomed.com
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